
Rico Argentine_SW_JUN 2014
TDF:A-048 / 27 €>

Due: 7/05/14 
LIMS: C140607

1769942 - R8 SDMs
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TLF-05.05 SOP: QAQ-04.00 Eff. Date: 07/20/2012

ESAT Region 8
Data Package Completeness and Tracking Form

The attached data package has been reviewed for completeness for the following items by 
the ESAT Document Control Officer and the ESAT Region 8 Manager

LIMS: eiMOkOl Project Name: _ Sul— JU eJ Zol V

TDF: 4 Due Date: (V

Data Package Deliverable Element

ESAT Region 8 Final Report Review Form attached to this page & Initials: •ff'S

ESAT Region 8 Data Package Chain of Custody Form Initials: 1

DCN & Initials:

LIMS Report EL Initials:

MDL Forms for ICP-OE & ICP-MS JL Initials:

Hardness Sample Calculation 8 Initials:

Sample Cross Reference Initials:

Copy of Field COC & project TDF Initials:

Case Narrative Reviewed Initials: ^------------- -

CD-ROM: * EDD * LIMS Report * Standards COAs * Raw Data 0---- Initials:

ESAT Mgmt. / DCO / QAQC Rev.

Data Package Tracking

Destination Date Initials

Final Report Complete
(p{^\ -Lof^ HrS

LIMS Tracking Updated I /

Package to ESAT Mgmt. For Approval

.... „Z.. j.
1

Package to DCO for CD-ROM and EPA Delivery l____________

CD ROM Completed and Attached to Deliverable t /
Cr\v>( IM

Package Delivered to EPA

Signed DCN Returned 'H Hr5



TLF-07.01 SOP: QAQ-04.00 Eff. Date: 1/17/2007

ESATR

Final Report

egion 8

Review Form

LIMS: C/VO^V Project: - CO _ 2^'Y

TDF; Due Date: fr/i*,y

QA/QC Review - Level III

Compare TDF to performed analysis / Ensure all analyses are complete 0 Yes □ No

Review each Analytical Data Review form noting discrepancies for narrative 0 Yes D No

Examine each analytical sequence in LIMS using Data Entry Review application 0 Yes □ No

Generate draft report, print QC section 0 Yes □ No

Confirm presence of each analytical batch, QC samples [3 Yes □ No

Examine analytical results (Form 1) for accuracy and completeness 0 Yes □ No

Check spike recoveries of LCSs, matrix spikes and post-digestion spikes H Yes □ No

Verify serial dilution %D and duplicate RPD for each metals batch 0 Yes □ No

. ) Narrative Comments

Review By: \ ” Date: £ / 2- r"/'1^

ESAT Management Review - Level IV

All analytical data and deliverable review forms present and complete □"Yes □ No

COC copy, received temp noted, preservatives noted, signature present, holding times met [□Yes D No

Copy of TDF present, Analytical requirements met 0 Yes □ No

Case narrative checked for spelling, grammar, technical content and completeness Q"Yes □ No

10% Validation of raw data to reported data on Form Ones □"Yes □ No

Standard Traceability COAs and ICP / ICP-MS MDL forms present Q^es □ No

Final Report cover letter including DCN present 0Yes D No

Deficiencies noted requiring correction before delivery to EPA Project Officer □"Yes □ No

Manager Review Comments

Review By:______ ^-------------------- ------------ Date:

Corrections By:Date:



Deliverable Submission and Evaluation Form
EPA Region 8 ESAT

Contractor. Tech_aw Updated 10/28/13 Contract No EP-W-13-028

Submission Information (to be completed by ESAT):

Task Order 0002 - Analytical Support and Data Validation 

DCN EP8 -1 - 1218

TDF: A048 Line Item: All TDF Status: In Progress

Submission Date 6/26/2014

Submitted By Holly Sprunger, ESAT Environmental Scientist

Deliverable Description:

Rico Argentine_SW_JUN 2014

Submitter Comments:

Hardcopy Data Report and Hardcopy Raw Data + CD-ROM with Data Report pdf. Scribe EXCEL EDD 
and Raw Data pdf

Evaluation Information (to be completed by EPA):

Review Date: ^ ( p1'

Reviewed by:

Evaluation: s/ This deliverable is considered acceptable.

This deliverable requires revisions as noted below or per attached.

Evaluation Comments:



k WORK ORDER Printed: 6/5/2014 3:46:39PM

_________ C140607_________

TechLaw, Inc. - ESAT Region 8

Client: Superfund Project Mnnngcr: Scott VanOvermeircn
Project: Rico Argcntine_Surfacc Waters_JUN 2014_A-048 Project Number: A-048

Renorl To:
Superfund 

Steve Way

1595 Wynkoop Street 

Denver, CO 80202 

Phone:(303)312-7720 

Fax: (303)312-7801

Invoice To:

Superfund 

Steve Way

1595 Wynkoop Street 

Denver, CO 80202 

Phone :(303) 312-7720 

Fax: (303)312-7801

Date Due: 07/05/14 00:00 (30 day TAT)

Received By:

Logged In By:

Kelsey Bartling

Kelsey Bartling

Date Received:

Date Logged In:

06/05/14 09:15

06/05/14 15:45

Samples Received at: 2.7°C
Cusiody Seals Yes Received On Ice Yes

Containers Intact Yes

COC/LabcIs Agree Yes

Preservation Confin Yes

Analysis Due TAT Expires Comments

Cl40607-01 DR-3 |Water| Sampled 06/03/14 13:50 Dateline

Dissolved Metals + Hardness 06/26/14 00:00 21 11/30/14 18:50

C140607-02 DR-3 |\Vater| Sampled 06/03/14 13:50 Dateline

Total Recoverable Metals__________ 06/26/14 00:00________ 21 11/30/14 18:50

Cl40607-03 DR-6 |Water| Sampled 06/03/14 12:00 Dateline

Dissolved Metals + Hardness 06/26/14 00:00 21 11/30/14 17:00

Cl40607-04 DR-6 |Water| Sampled 06/03/14 12:00 Dateline

Total Recoverable Metals 06/26/14 00:00 21 11/30/14 17:00

Page I of2



WORK ORDER Printed: 6/5/2014 3:46:39PM

C140607

TechLaw, Inc. - ESAT Region 8

Client: Superfund
Project: Rico Argentine Surfacc Watcrs_JUN 2014_A-048

Project Manager: 
Project Number:

Scott VanOvermeiren
A-048

Analysis Due TAT Expires Comments

C140607-05 DR-7 |Water| Sampled 06/03/14 11:00 Dateline

Dissolved Metals + Hardness 06/26/14 00:00 21 11/30/14 16:00

CI40607-06 DR-7 |Water] Sampled 06/03/14 11:00 Dateline

Total Recoverable Metals 06/26/14 00:00 21 11/30/14 16:00

Analysis groups included in this work order 

Dissolved Mentis + Hardness_____________

ICI’OE Diss. Metals 1CPMS Diss. Metals DM-Hardness - Calculated
Total Recoverable Metals_________________________________________________________

1CI'OII Tot. Rcc. Metals ICPMS Tot. Rec. Metals

Reviewed By Date Page 2 of2



Page 1 of 1

USEPA

Date Shipped: 6/5/2014 

CarrierName: Hand Cany 

AirbiilNo.

CHAIN OF CUSTODY RECORD

Rico Argentine St. Louis Tunne/CO 

Contact Name Elbott Petri 

Contact Phone 303-729-6156

No: 8-060514-082658-0002
Cooler# 

Lab ESAT 

Lab Phone 303-312-7796

Lab# Sample # Location Analyses

08BU-0013 DR-7 Dissolved Metals

088U-0013 DR-7 Total Metals

088U-0014 DR-6 Dissolved Metals

088U-0014 DR-6 Total Metals

088U-0015 DR-3 Dissolved Metals

08BU-0015 DR-3 | Total Metals

Matrix Collected Nuedj
Corrt

Container Preservative MS/MSD

II OOSurface Water 6/3/2014 11 500 mL poly HN03 pH<2 N

Surface Water 6/3/2014 1 500 mL poly HN03 pH<2 N

Surface Water 6/V2014 

Surface Water 6/3/2014 

Surface Water 6/3/2014 

Surface Water 6/3/2014

500 mL poly HN03pH<2 N

1 soonLpoty HN03 pH<2 N

1 500 mL poly HN03pH<2 N

N
12 00

13- 50

Special Instructions

SAMPLES TRANSFERRED FROM 

CHAIN OF CUSTODY #

Items/Reason Relinquished by Oate Received by Date Tune Items/Reason Relinquished By Date Received by Date Time

/_4ft VV*/ KAyM'y’ C /r/'V f:/S



Q \Lf0<oO7'

ESAT Technical Direction Form

Contract No. EPW13028 
EPA Region 8

Site ID: 08BU
TDFID: A-048

Date Issued: 6/3/2014 Date

Date Updated: Closed By:

Name: Rico Argentine 2014 Analytical Support
Details: The Contractor shall analyze approximately 10 surface water samples collected from the Rico Argentine St. Louis

Tunnel Superfund site as indicated in the Analytical Information Section. The samples will be collected by Weston 
Solutions ((an Christner) and sent to the ESAT R8 Lab during the week ending 6/6/14.

TO02/Subtask 02b: Inorganic Chemistry

The sire RPM is Steve Way.

Analytical Information:

MATRIX
0 Water □ Soils D Vegetation □ Biota 

WET CHEM
□ TSS □ TDS □ DOC O Aik □ Chloride □ Sulfate □ Fluoride □ Nitrate □ Nitrite 

Other

METALS
0 Dissolved 0 Total Recoverable □ Total 0 Hardness (Calc) 

200.7: □ Ag 0 Al □ As □ Ba Jtf Be □ B 0 Ca □ Cd

Mn P<Mo 0 Na □ Ni □ Pb n Sb □ Sc □ Sr

200.8: 0 Ag O Al 0 As 0 Ba 0 Cd 0 Co 0 Cr

0 Sc □ Th 0 T1 DU 

7470/7471/747 D llg

FIBERS
□ PLM □ TEM

0 V

A,

□ Co □ Cr D Cu 0 Fe 0 K 0 Mg

□ Ti O T1 □ V ys Zn □ Si02
0 Cu B Ni a Pb 0 Sb

Deliverables
ID Description Due Date Submission Date

1 Provide final deliverable package to Task Monitor no later than 30 days



TechLaw

Sample Receipt Form - TLF-51.00

Project: K i Co Ar^eo 4 i ot TDF#: n-

Date Received: ^ ‘1 Time Received: 1 ‘ J By: N QxuW ng

1 Airbill/shipping documents present? (prop Off,
Yes „ * i No

2 Custody seals on shipping containers present and intact? (*Nonq)
j No

3 Custody seals on sample containers present and intact? None (Yes) No

4 Chain of Custody (COC) present? (Yes ) No

5 COC and sample container information agree? (Yes') No

6 Aqueous samples preserved correctly, if required? N/A No

7 Samples received within holding times for requested analyses? (fesj No

8 Sufficient sample volume for requested analyses? (Yes') No

9 Sample containers intact and not leaking? (Yes) No

10 Sample containers appropriate for requested analyses? (Yes) No

11 Samples shipped on ice? (Yes) No

12 Cooler temperature(s) £ 6.0 °C? N/A (Yes) No

Cooler#: 1 2 3 4 5
4

Temperature (°C): <?■ *? ^ ______ ______ ______ ___

Comments and Additional Information:

Client notified of anomalies, if necessary?

p

Yes No

Anomalies noted in case narrative and data qualified, if necessary ? ^n/a) Yes No



TechLaw Inc. / ESAT Contract EP-W-06-33 EPA Region 8 Laboratory Golden, CO 80403

PERKIN ELMER OPTIMA 4300DV ICP-OE
Project(s): fa'fO ~ J*')L Jo‘Y Date: ^ / *Q '*/

Work Order(s): __ TDF: A ~ Analyst: Ov*jr*\cX>4^

Batch Preparation Information

Digest / Prep Matrix Batch ID ,
Total jgfr <^/ate^ / Soil /Other /V o4/&C/ 1V 06 0^4

Data Storaoe

Data File: XiMetals Data Files/ *6/os*- /»o<£ar~

Standard Information

Calibration Std. # 1 = Reagent Blank Solution

SCV: (LIMS ID: 4020403)
Preened: O^/o'} /'Y By:

Calibration Std. # 2 = ESAT High, LIMS: 4020401

Prepped: By: S ts

ICV/CCV: 1:2 erf 4020401 (LIMS ID: 4020402) 

Prepped: &4/Z C/(f Bv:CRQL Stock: (LIMS ID: 4020501)

Prepped: 2-04-2014 By: SV

CRQL Daily (LIMS ID: 4020502)

Prepped: By:

ICSA: 4020404 Prepped: 2-04-2014

ICSAB: 4020405 Prepped: 2-04-2014

Spike Information

Dissolved Spikes Tot. / Tot. Rec. Spikes

Sample ID: C /Y-ttoJ'O i Sample ID: C t o'? o3i

Sample ID: — Sample Vol: 50 mL

Sample vol: 10 mL

QCS-3: 100 uL WW-LFS1: 500 uL

Exp: 2-1-2015 (LIMS ID 4012234) Exp: 2-1-2015 (UMS ID: 4012235)

Salt Spike: 100 uL WW-LFS2: 500 uL

Prepped 2-04-2014 (UMS ID: 4020314) Exp: 2-1-2015 (UMS ID: 4012236)

Comments / Maintenance
Replace Nebulizer? Y 4? New pump tubing? Y Afo) Replace torch or injector? Y/§)

Analytes Reported:

Ag,(^ As, Ba, B,(^. Cd. Co, Cr, Cu. 

^(£k)<fja)Ni, Pb, Sb. Se, Si02, Sr, Ti, Tl. V,

Sequence ID: / V

Lims Entry (Date / Init):

oMr/^LOiH

QWrflYSx/

Metals Coversheet -2014-15.xlsx





PREPARATION BENCH SHEET

1406105
.. . ... Tech Law, Inc. - ES AT Region 8 * Printed: 6/24/2014 11:30:15AM
Matrix: Water

Date Prepared: 06/24/14 11:29 By: SV Prepared using: M F.TALS - No Lab Prep Keqd

Lab Number Analysis EPA Tag ID
Initial

(mL)

final
(mL) Spike 1 ID

ul

Spikel
Spike2 ID

ul
Spike2 Source ID QC Code Extraction Comments

Cl 40607-01 A DM-Hardness - Calculated 8-A 50 50 DR-3 8-A

Cl40607-03 A DM-llardncss - Calculated 8-A 50 50 DR-6 8-A

Cl40607-05 A DM-Hardness - Calculated 8-A 50 50 DR-7 8-A

Cl 40607-01 A ICPOE Diss. Metals 8-A 50 50 DR-3 8-A

Cl40607-03 A U'POI. Diss. Metals 8-A 50 50 DR-6 8-A

Cl40607-05 A ICPOI. Diss Metals 8-A 50 50 DR-7 8-A

1406105-BLKI QC 50 50 Blank

I406105-BS1 QC 10 10 4020315 100 ECS

1406105-DUPI 50 50 Cl 40607-01 Duplicate

1406105-MSI yc 10 10 4020315 100 Cl 40607-01 Matrix Spike

Preparation Reviewed By Date Page I of I



PREPARATION BENC H SHEET

1406096
.. . ,,, TechLaw, Inc. - ESAT Region 8 Printed: 6/23/2014 7:46:16AM
Matrix: Water h

Date Prepared: 06/23/14 07:38 By: SV Prepared using: METALS - 200.2 - TR Metals

Lab Number Analysis EPA lag ID
Initial

(ml.)

Final 
(ml ) Spike 1 ID

ul

Spikel
Spike2 ID

ul . 
Spike2 Source ID QC Code Extraction Comments

Cl40607-02 A ICPMS Tot Rec. Metals 8-H 50 50 DR-3 8-B

Cl40607-04 A ICPMS Tot Rec Metals 8-B 50 50 DR-6 8-B

Cl40607-06 A ICPMS Tot Rec Metals 8-B 50 50 DR-7 8-B

Cl40607-02 A ICPOE Tot. Rec. Metals 8-B 50 50 DR-3 8-B

Cl40607-04 A ICPOE Tot Rec Metals 8-B 50 50 DR-6 8-B

Cl40607-06 A ICPOE Tot Rec Metals 8-B 50 50 DR-7 8-B

1406096-BLKI QC 50 50 Blank

1406096-BLK2 QC 50 50 Blank

1406096-1 HIM QC 50 50 Cl 40607-02 Duplicate

1406096-1HP2 QC 50 50 Cl 40607-02 Duplicate

1406096-MS 1 QC 50 50 4012235 500 4012236 500 Cl 40607-02 Matrix Spike

1406096-MS2 QC 50 50 4012235 500 4012236 500 Cl 40607-02 Matrix Spike

1406096-SKM1 QC 50 50 4012245 500 4012247 500 Reference

1406096-SRM2 QC 50 50 4012245 500 4012247 500 Reference

Preparation Reviewed By Date Page 1 ofl



ANALYSIS SEQUENCE

1406115

Instrument:1CPOE - PE OptimaSequence Date: 06/25/14 00:00 ______________ Primed 6/25/2014 l 28:IOPM

Lab Number
Dilut.
Factor Analysis STD ID Sample/Std Name EPATau ID Source Sple Comments

1406115-ICVI QC 4020402 Initial Cal Check -

1406115-SCVI QC 4020403 Secondary Cal Check -

1406115-ICB1 QC Initial Cal Blank -

1406115-CRLI QC 4020502 Instrument RL Check -

1406115-IFA1 QC 4020404 Interference Check A -

1406115-IFBI QC 4020405 Interference Check B -

1406105-BLKI QC Blank -

I406I05-BS1 QC LCS -

Cl 40607-01 A DM-Hardness - Calculated DR-3 8-A

Cl 40607-01 A 1CPOE Diss. Metals DR-3 8-A

I406I05-DUPI QC Duplicate Cl 40607-01

1406115-SRDI QC Serial Dilution Cl 40607-01

1406105-MS 1 QC Matrix Spike Cl 40607-01

Cl 40607-03 A DM-Hardness - Calculated DR-6 8-A

Cl 40607-03 A 1CPOE Diss Metals DR-6 8-A

Cl 40607-05 A DM-Hardness - Calculated DR-7 8-A

Cl 40607-05 A ICPOE Diss Metals DR-7 8-A

1406115-CCVI QC 4020402 Calibration Check -

1406115-CCBI QC Calibration Blank -

Page l of I



ANALYSIS SEQUENCE

1406116 Ji/ok/^ty

Instrument ICPOE - PE OptimaSequence Date: 06/25/14 00:00  Printed 6/25/2014 I 29 40PM

Lab Number
Dilut.
Factor Analysis STD ID Sample/Std Name EPA Tag ID Source Splc Comments

1406116-ICVI QC 4020402 Initial Cal Check

1406116-.SC VI QC 4020403 Secondary Cal Check

1406116-ICBI QC Initial Cal Blank

I406II6-CRU QC 4020502 Instrument Rl. Check

1406116-IKAI QC 4020404 Interference Check A

I406I16-IFB1 QC 4020405 Interference Check B

1406116-CCV1 QC 4020402 Calibration Check

1406116-CCBI QC Calibration Blank

1406096-BI.KI QC Blank

1406096-SRMI QC Reference

C140607-02 A ICPOE Tot Rec Metals DR-3 8-B

14060%-DUPI

______
QC Duplicate Cl 40607-02

1406116-SRD1 QC’ Serial Dilution 040607-02

1406096-MS 1 QC Matrix Spike 0406074)2

Cl 40607-04 A K'POF. Tot Rec Metals DR-6 8-B

Cl 40607-06 A ICPOE Tot Rec Metals DR-7 8-B

1406116-CCV2 QC 4020402 Calibration Check •

1406116-CCB2 QC Calibration Blank •

Page I of I



Analytical Sequence 

Method : ESAT 2013_1.0

Seq Loc Sample ID

1 1 ■ Cal Blank

2 9 High Std

3 3 qc SEQ-ICV

4 10 qc SEQ-SCV

5 1 I2*
QO SEQ-ICB

6 11 ev
qc SEQ-CRL

7 12 qc SEQ-IFA

8 13
oc SEQ-IFB

9 26 l 1406105-BLK1

10 27 & 1406105-BS1

11 28 £ C140607-01

12 29 V< 1406105-DUP1

13 30 SEQ-SRD1 @5X

14 31 1406105-MS 1

15 32 £ C140607-03

16 33
1

C140607-05

17 34 4 Blank ^

18 3 ur: SEQ-CCV /

19 1 4
QC SEQ-CCB '

Page 1 6/25/2014 8:33:26 AM



Analytical Sequence 

Method : ESAT_2013_1.0

Seq. Loc.

1

9 

3

10 

1

11

12

13

15

QC

QC

QC
QC
k;v
QC

oc

Sample ID

Cal Blank 

High Std 

SEQ-ICV 

SEQ-SCV 

SEQ- 

SE SRL 

S( I FA 

EQ-IFB

9 26 * 1406096-BLK1

10 27 1406096-SRM1

11 28 £ C140607-02

12 29 1406096-DUP1

13 30 s' SEQ-SRD1 @5X

14 31 B'' 1406096-MS 1

15 32 C140607-04

16 33
I

C140607-06

17 34 4 Blank _

18 3 QC
SEQ-CCV l

19 1 4
QC

SEQ-CCB 1V

Page 1 6/25/2014 9:41:20 AM



Sample Information Detail Report 
Document Name: A-048_1406105_OED_140625

File Description
A-048 Rico-Argentine June 2014

Parameters Common to All Samples

Batch ID 1406105
Analyst Name S.VanOvermeiren
Volume Units mL
Weight Units g

Parameters That Vary By Sample

Sample No A/S Location Sample ID Remarks
1 26 1406105-BLK1
2 27 1406105-BS1
3 28 C140607-01
4 29 1406105-DUP1
5 30 SEQ-SRD1 @5X
6 31 1406105-MS1
7 32 C140607-03
8 33 C140607-05
9 34 Blank

Sample No
1

Aliquot Volume Diluted To Vol. Matrix Check Sample

2
3

Recovery 3 of 1

4 Duplicate of 3
5 2 10 5X Dilution of 3
6 Recovery 3 of 3
7
8 
9

Page 1 6/25/2014 8:33:34 AM



Sample Information Detail Report 
Document Name: A-048_1406096_TRA_140625

File Description 
A-048 Rico June 2014

Parameters Common to Ail Samples

1406096
S.VanOvermeiren 
mL 
9

Parameters That Vary By Sample

Batch ID 
Analyst Name 
Volume Units 
Weight Units

Sample No
1
2
3
4
5
6
7
8 
9

A/S Location 
26
27
28
29
30
31
32
33
34

Sample ID 
1406096-BLK1 
1406096-SRM1 
C140607-02 
1406096-DUP1 
SEQ-SRD1 @5X 
1406096-MS 1 
C140607-04 
C140607-06 
Blank

Sample No Aliquot Volume
1
2
3
4
5 2
6
7
8 
9

Diluted To Vol.

10

Remarks

Matrix Check Sample

Recovery 2 of 1

Duplicate of 3 
5X Dilution of 3 
Recovery 1 of 3

Page 1 6/25/2014 9:41:27 AM



Method: ESAT 2013 1.0 Pape 1 Date: 6/25/2014 8:37:08 AM

Analysis Begun
:=ibssssssss=: Eiaxi8s::;:i

Start Time: 6/25/2014 8:34:45 AM Plasma On Time: 6/25/2014 7:07:32 AM
Logged In Analyst: esat Technique: ICP Continuous
Spectrometer Model: Optima 4300 DV, s/N 069N-na Autosamplar Model: AS-93plus

Sample Information Pile: C:\pe\Administrator\Sample Information\2014\A-048 Rico-Arg\A-048_1406105 OED 140 
Batch ID: 1406105
Results Data Set: A048_1406105_140625B
Results Library: C:\pe\Adrainistrator\Results\Rasults.mdb

Sequence No.: 1 
Sample ID: Cal Blank 
Analyst:

Autosamplar Location: 1
Date Collected: 6/25/2014 8:34:46 AM
Data Type: Original

Initial Sample 
Dilution:

wt: Initial
Sanq>le

Sample 
Prep Vol

Vol:
:

Nebulizer Parameters: Cal Blank
Analyte Back Pressure Plow
All 238.0 kPa 0.80 L/min

Mean Data: Cal Blank
Mean Corrected Cal lb

Analyte Intensity Std.Dev. RSD Cone. Units
Sc Axial 3424082.8 10801.82 0.32% 100.0 %
Sc Radial 459627.3 6000.08 1.31% 100.0 %
Ag 328.0681 -198.5 8.07 4.06% [0.001 ug/L
Al 396.153t 2.7 10.99 412.85% [0.00] ug/L
As 193.6961 -15.5 2.50 16.10% [0.00] ug/L
Ba 233.5271 -13.6 0.88 6.49% [0.00] ug/L
Be 313.1071 -1067.6 40.71 3.81% [0.00] ug/L
B 249.6771 -146.3 0.25 0.17% [0.00] ug/L
Ca 317.9331 45.8 4.24 9.27% [0.00] ug/L
Cd 214.440t -2.3 0.68 29.14% [0.00] ug/L
Co 228.616 t -20.2 3.33 16.51% [0.00] ug/L
Cr 267.7161 3.2 0.29 9.23% [0.00] ug/L
Cu 324.752 t 7257.7 101.70 1.40% [0.00] ug/L
Fe 238.2041 6.8 1.09 15.92% [0.00] ug/L
K 766.490t -28.2 35.83 127.18% [0.00] ug/L
Kg 285.2131 27.2 1.85 6.82% [0.00] ug/L
Mn 257,610t 95.1 4.59 4.82% [0.00] ug/L
Mo 202.031t -3.3 0.83 25.14% [0.00] ug/L
Na 589.5921 189.9 12.34 6.50% [0.00] ug/L
Ni 231.6041 116.4 4.97 4.27% [0.00] ug/L
Pb 220.3531 -13.8 1.32 9.55% [0.00] ug/L
Sb 206.836t 12.4 2.53 20.35% [0.00] ug/L
Se 196.026t 0.8 1.84 242.19% [0.00] ug/L
Si02 251.6031 97.2 2.77 2.85% [0.00] ug/L
Sr 421.5521 6665.9 58.98 0.88% [0.00] ug/L
Ti 334.940t 12.7 5.74 45.24% [0.00] ug/L
Tl 190.801t -4.5 2.57 56.65% [0.00] ug/L
V 290.8801 3137.9 12.28 0.39% [0.00] ug/L
Zn 206.2001 -8.4 1.28 15.30% [0.00] ug/L



Method: ESAT_2013„1.0 Page 2 Date: 6/25/2014 8:40:23 AM

Sequence Mo.: 2 
Sample ID: High Std 
Analyst:
Initial Sample Wt: 
Dilution:

Autosampler Location: 9 
Date Collected: 6/25/2014 8:37:49 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: High Std
Analyte Back Pressure Flow
All 238.0 kPa 0.80 L/min

Mean Data: High Std
Mean Corrected Calib

Analyte Intensity Std.Dev. RSD Cone. Units
Sc Axial 3338753.3 17979.27 0.54% 97.51 %
Sc Radial 453848.1 1181.24 0.26% 98.74 %
Ag 328.068t 37417.7 29.84 0.03% [500] ug/L
Al 396.1531 152501.1 1718.20 1.13% [25000] ug/L
As 193.6961 673.3 2.26 0.34% [5000] ug/L
Ba 233.5271 11960.2 71.63 0.60% [1000] ug/L
Be 313.1071 500823.2 509.73 0.10% [1000] ug/L
B 249.6771 101279.0 75.36 0.07% [10000] ug/L
Ca 317.9331 65776.3 483.09 0.73% [25000] ug/L
Cd 214.440t 3543.0 2.48 0.07% [1000] ug/L
Co 228.6161 4764.7 7.29 0.15% [1000] ug/L
Cr 267.7161 29427.9 260.25 0.88% [5000] ug/L
Cu 324.7521 421043.9 2321.04 0.55% [2000] ug/L
Fe 238.2041 1124.0 4.86 0.43% [25000] ug/L
K 766.4901 117479.9 1442.68 1.23% [50000] ug/L
Mg 285.2131 124940.1 1358.43 1.09% [25000] ug/L
Mn 257.6101 325598.1 766.81 0.24% [2000] ug/L
Mo 202.0311 762.9 7.62 1.00% [1000] ug/L
Na 589.5921 178073.3 2346.63 1.32% [25000] ug/L
Ni 231.6041 16857.7 35.96 0.21% [5000] ug/L
Pb 220.3531 3112.9 5.41 0.17% [5000] ug/L
Sb 206.836t 1666.4 0.81 0.05% [5000] ug/L
Se 196.0261 654.7 9.11 1.39% [5000] ug/L
Si02 251.603t 97585.2 219.53 0.22% [20000] ug/L
Sr 421.5521 4113326.8 2839.07 0.07% [1000] ug/L
Ti 334.9401 245310.6 706.33 0.29% [1000] ug/L
Tl 190.801t 1746.5 12.94 0.74% [5000] ug/L
V 290.8801 59659.6 126.44 0.21% [2000] ug/L
Zn 206.2001 6721.4 26.89 0.40% [5000] ug/L

Calibration Summary

Analyte Stds. Equation Intercept Slope Curvature Corr. Coef
Ag 328.068 1 Lin Thru 0 0.0 74.84 0.00000 1.000000
Al 396.153 1 Lin, Calc Int 0.0 6.100 0.00000 1.000000
As 193.696 1 Lin Thru 0 0.0 0.1347 0.00000 1.000000
Ba 233.527 1 Lin Thru 0 0.0 11.96 0.00000 1.000000
Be 313.107 1 Lin Thru 0 0.0 500.8 0.00000 1.000000
B 249.677 1 Lin Thru 0 0.0 10.13 0.00000 1.000000
Ca 317.933 1 Lin Thru 0 0.0 2.631 0.00000 1.000000
Cd 214.440 1 Lin Thru 0 0.0 3.543 0.00000 1.000000
Co 228.616 1 Lin Thru 0 0.0 4.765 0.00000 1.000000
Cr 267.716 1 Lin Thru 0 0.0 5.886 0.00000 1.000000
Cu 324.752 1 Lin Thru 0 0.0 210.5 0.00000 1.000000
Fe 238.204 1 Lin, Calc Int 0.0 0.0450 0.00000 1.000000
K 766.490 1 Lin Thru 0 0.0 2.350 0.00000 1.000000
Mg 285.213 1 Lin, Calc Int 0.0 4.998 0.00000 1.000000
Mn 257.610 1 Lin Thru 0 0.0 162.8 0.00000 1.000000
Mo 202.031 1 Lin Thru 0 0.0 0.7629 0.00000 1.000000
Na 589.592 1 Lin, Calc Int 0.0 7.123 0.00000 1.000000
Ni 231.604 1 Lin Thru 0 0.0 3.372 0.00000 1.000000
Pb 220.353 1 Lin Thru 0 0.0 0.6226 0.00000 1.000000
Sb 206.836 1 Lin Thru 0 0.0 0.3333 0.00000 1.000000



Method: ESAT

Se 196.026 
Si02 251.603 
Sr 421.552 
Ti 334.940 
T1 190.801 
V 290.880 
Zn 206.200

2013_1.0

1 Lin Thru 0
1 Lin, Calc Int
1 Lin, Calc Int
1 Lin Thru 0
1 Lin Thru 0
1 Lin Thru 0
1 Lin Thru 0

Page 3

0.0 0.1309 0.00000
0.0 4.879 0.00000
0.0 4113 0.00000
0.0 245.3 0.00000
0.0 0.3493 0.00000
0.0 29.83 0.00000
0.0 1.344 0.00000

1.000000
1.000000
1.000000
1.000000
1.000000
1.000000
1.000000

Date: 6/25/2014 8:40:24 AM
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Sequence No.: 3 
Sample ID: SEQ-XCV 
Analyst:
Initial Sample Wt: 
Dilution:

Autosampler Location: 3 
Date Collected: 6/25/2014 8:41:04 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: SEQ-ICV
Analyte Back Pressure Flow
All 238.0 kPa 0.80 L/min

Mean Data: SEQ-ICV
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3370922.7 98.45 % 0.270 0.27%
Sc Radial 458518.8 99.76 % 0.287 0.29%
Ag 328.068t 18812.4 255.4 ug/L 1.74 255.4 ug/L 1.74 0.68%

QC value within limits for Ag 328.068 Recovery = 102.16%
Al 396.153 t 77290.4 12670 ug/L 20.9 12670 ug/L 20.9 0.16%

QC value within limits for Al 396.153 Recovery = 101.33%
As 193.6961 338.2 2550 ug/L 14.8 2550 ug/L 14.8 0.58%

QC value within limits for As 193.696 Recovery = 101.99%
Ba 233.5271 6068.5 504.6 ug/L 6.40 504.6 ug/L 6.40 1.27%

QC value within limits for Ba 233.527 Recovery = 100.91%
Be 313.1071 255255.9 509.4 ug/L 2.81 509.4 ug/L 2.81 0.55%

QC value within limits for Be 313.107 Recovery = 101.89%
B 249.6771 51410.1 5076 ug/L 16.5 5076 ug/L 16.5 0.32%

QC value within limits for B 249.677 Recovery = 101.52%
Ca 317.9331 33054.4 12500 ug/L 31.6 12500 ug/L ‘ 31.6 0.25%

QC value within limits for Ca 317.933 Recovery = 100.01%
Cd 214.440t 1806.4 509.8 ug/L 2.50 509.8 ug/L 2.50 0.49%

QC value within limits for Cd 214.440 Recovery = 101.97%
Co 228.6161 2428.8 510.2 ug/L 1.92 510.2 ug/L 1.92 0.38%

QC value within limits for Co 228.616 Recovery = 102.04%
Cr 267,716t 14964.1 2544 ug/L 29.6 2544 ug/L 29.6 1.16%

QC value within limits for Cr 267.716 Recovery = 101.74%
Cu 324.7 521 209689.5 998.2 ug/L 1.39 998.2 ug/L 1.39 0.14%

QC value within limits for Cu 324.752 Recovery = 99.82%
Fe 238.2041 575.1 12760 ug/L 87.3 12760 ug/L 87.3 0.68%

QC value within limits for Fe 238.204 Recovery = 102.10%
K 766.490t 59646.9 25230 ug/L 77.0. 25230 ug/L 77.0 0.31%

QC value within limits for K 766.490 Recovery = 100.91%
Mg 285.213t 63626.6 12720 ug/L 22.1 12720 ug/L 22.1 0.17%

QC value within limits for Mg 285.213 Recovery = 101.77%
Mn 257.610t 167170.9 1026 ug/L 9.1 1026 ug/L 9.1 0.89%

QC value within limits for Mn 257.610 Recovery = 102.58%
MO 202,031t 388.3 507.2 ug/L 0.13 507.2 ug/L ■ 0.13 0.03%

QC value within limits for Mo 202.031 Recovery = 101.43%
Na 589.5921 90609.9 12610 ug/L 56.0 12610 ug/L 56.0 0.44%

QC value within limits for Na 589.592 Recovery = 100.86%
Ni 231.604 f 8603.5 2552 ug/L 20.9 2552 ug/L 20.9 0.82%

QC value within limits for Ni 231.604 Recovery = 102.07%
Pb 220.3531 1587.8 2545 ug/L 26.7 2545 ug/L 26.7 1.05%

QC value within limits for Pb 220.353 Recovery = 101.81%
Sb 206.8361 847.2 2507 ug/L 3.5 2507 ug/L 3.5 0.14%

QC value within limits for Sb 206.836 Recovery = 100.28%
Se 196.026t 337.8 2584 ug/L 18.4 2584 ug/L 18.4 0.71%

QC value within limits for Se 196.026 Recovery = 103.36%
Si02 251.603t 49327.7 10090 ug/L 61.8 10090 ug/L 61.8 0.61%

QC value within limits for Si02 251.603 Recovery = 100.94%
Sr 421.5521 2124088.8 515.1 ug/L 0.80 515.1 ug/L 0.80 0.16%

QC value within limits for Sr 421.552 Recovery = 103.02%
Ti 334.9401 123491.1 503.4 ug/L 3.01 503.4 ug/L 3.01 0.60%

QC value within limits for Ti 334.940 Recovery = 100.68%
T1 190.801t 892.8 2559 ug/L 20.7 2559 ug/L 20.7 0.81%

QC value within limits for TI 190.801 Recovery = 102.37%
V 290.880t 30137.9 1009 ug/L 6.7 1009 ug/L 6.7 0.67%

QC value within limits for V 290.880 Recovery = 100.89%
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Zn 206.2001 3446.9 2558 ug/L 8.9 2558 ug/L 8.9 0.35%
QC value within limits for Zn 206.200 Recovery = 102.33% 

All analyte(s) passed QC.
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Sequence No.: 4 
Sample ID: SEQ-SCV 
Analyst:
Initial Sanvle Wt: 
Dilution:

Autosampler Location: 10 
Date Collected: 6/25/2014 8:44:11 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: SEQ-SCV
Analyte Back Pressure Flow
All 239.0 kPa 0.80 L/min

Mean Data: SEQ-SCV
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3438505.2 100.4 % 0.15 0.15%
Sc Radial 463690.2 100.9 % 1.78 1.77%
Ag 328.068t 18482.5 250.5 ug/L 2.22’ 250.5 ug/L 2.22 0.89%

QC value within limits for Ag 328.068 Recovery = 100.20%
A1 396.153t 6073.5 974.1 ug/L 34.02 974.1 ug/L 34.02 3.49%

QC value within limits for A1 396.153 Recovery — 97.41%
As 193.696t 260.2 1952 ug/L 25.4 1952 ug/L 25.4 1.30%

QC value within limits for As 193.696 Recovery = 97.60%
Ba 233.5271 11985.9 1000 ug/L 14.5 1000 ug/L 14.5 1.45%

QC value within limits for Ba 233.527 Recovery - 100.03%
Be 313.1071 492966.3 984.2 ug/L 0.75 984.2 ug/L 0.75 0.08%

QC value within limits for Be 313.107 Recovery = 98.42%
B 249.6771 10190.5 1006 ug/L 6.6 1006 ug/L 6.6 0.66%

QC value within limits for B 249.677 Recovery = 100.62%
Ca 317.9331 2613.3 940.6 ug/L 18.62 940.6 ug/L 18.62 1.98%

QC value within limits for Ca 317.933 Recovery = 94.06%
Cd 214.440t 3515.0 992.0 ug/L 9.49 992.0 ug/L 9.49 0.96%

QC value within limits for Cd 214.440 Recovery = 99.20%
Co 228.616t 4777.0 1003 ug/L 6.6 1003 ug/L 6.6 0.65%

QC value within limits for Co 228.616 Recovery = 100.34%
Cr 267.716t 5799.4 986.4 ug/L 10.87 986.4 ug/L 10.87 1.10%

QC value within limits for Cr 267.716 Recovery = 98.64%
Cu 324.752i 204359.8 972.5 ug/L 2.09 972.5 ug/L 2.09 0.21%

QC value within limits for Cu 324.752 Recovery = 97.25%
Fe 238.204t 45.4 996.1 ug/L 44.85 996.1 ug/L 44.85 4.50%

QC value within limits for Fe 238.204 Recovery = 99.61%
K '766.490t 11837.0 4798 ug/L 157.6 4798 ug/L 157.6 3.29%

QC value within limits for K 766.490 Recovery = 95.97%
Mg 285.2131 5107.3 1013 ug/L 16.2 1013 ug/L 16.2 1.60%

QC value within limits for Mg 285.213 Recovery = 101.28%
Mn 257.610t 166286.2 1021 ug/L 11.8 1021 ug/L 11.8 1.15%

QC value within limits for Mn 257.610 Recovery = 102.06%
Mo 202.031t 760.6 997.0 ug/L 7.69 997.0 ug/L 7.69 0.77%

QC value within limits for Mo 202.031 Recovery = 99.70%
Na 589.5921 7356.8 951.4 ug/L 31.71 951.4 ug/L 31.71 3.33%

QC value within limits for Na 589.592 Recovery = 95.14%
Ni 231.604t 3446.0 1024 ug/L 6.9 1024 ug/L 6.9 0.68%

QC value within limits for Ni 231.604 Recovery - 102.39%
Pb 220.3531 1257.0 2012 ug/L 20.6 2012 ug/L 20.6 1.03%

QC value within limits for Pb 220.353 Recovery = 100.60%
Sb 206.836t 651.8 1950 ug/L 21.5 1950 ug/L 21.5 1.10%

QC value within limits for Sb 206.836 Recovery = 97.49%
Se 196,026t 126.8 970.7 ug/L 17.10 970.7 ug/L 17.10 1.76%

QC value within limits for Se 196.026 Recovery = 97.07%
Si02 2 51.603 t 23932.4 4850 ug/L 49.7 4850 ug/L 49.7 1.02%

QC value within limits for Si02 251.603 Recovery = 96.99%
Sr 421.5521 4220310.9 1025 ug/L 6.1 1025 ug/L 6.1 0.59%

QC value within limits for Sr 421.552 Recovery = 102.55%
Ti 334.940t 242890.3 990.1 ug/L 1.12 990.1 ug/L 1.12 0.11%

QC value within limits for Ti 334.940 Recovery = 99.01%
T1 190.801t '1713.0 4910 ug/L 7.8 4910 ug/L 7.8 0.16%

QC value within limits for TI 190.801 Recovery = 98.20%
V 290.880t 29344.8 985.3 ug/L 13.44 985.3 ug/L 13.44 1.36%

QC value within limits for V 290.880 Recovery = 98.53%
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Zn 206.200t 1343.6 991.9 ug/L, 6.08 991.9 ug/L 6.08
QC value within- limits for Zn 206.200 Recovery = 99.19%

All analyte(s) passed QC.

0.61%
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Sequence No.: 5 
Sample ID: SEQ-ICB 
Analyst:
Initial Sample Wt: 
Dilution:

Autosampler Location: 1 
Date Collected: 6/25/2014 8:47:24 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: SEQ-ICB
Analyte Back Pressure Flow
All 240.0 kPa 0.80 L/min

Mean Data: SEQ-ICB

Analyte
Sc Axial 
Sc Radial 
Ag 328.068t

QC value within 
Al 396.1531

QC value within 
As 193.696t

QC value within 
Ba 233.5271

QC value within 
Be 313.1071

QC value within 
B 249.6771

QC value within 
Ca 317.9331

QC value within 
Cd 214,440t

QC value within 
Co 228.616t

QC value within 
Cr 267.7161

QC value within 
Cu 324.7521

QC value within 
Fe 238.2041

QC value within 
K 766.490t

QC value within 
Mg 285.213 f

QC value within 
Mn 257.610t

QC value within 
Mo 202.031t

QC value within 
Na 589.5921

QC value within 
Ni 231.60.41

QC value within 
Pb 220.3531

QC value within 
Sb 206.8361

QC value within 
Se 196.026i

QC value within 
Si02 251.603}

QC value within 
Sr 421.552}

QC value within 
Ti 334.940t

QC value within 
Tl 190.801t

QC value within 
V 290.880}

QC value within

Mean Corrected 
Intensity 

3422928.9 
466345.0 

1.5
limits

limits

limits

limits

for Ag 
-0.4 
for Al 
0.1
for As 
2.3
for Ba 
51.7

Calib 
Cone. Unit8 
99.97 %
101.5 %

0.0221 ug/L 
328.068 Recovery 

-0.1670 ug/L 
396.153 Recovery 

1.082 ug/L

Std.Dev. Cone.
0.218 
0.34

0.21168 0.0221
Not calculated 
2.40555 -0.1670

Not calculated
0.1975 1.082

193.696 Recovery = Not calculated
0.1943 ug/L 

233.527 Recovery = 
0.1030 ug/L 

limits for Be 313.107 Recovery = 
215.7 21.30 ug/L

0.23061 0.1943
Not calculated 
0.07108 0.1030

Not calculated
0.874 21.30

limits for B 249.677 Recovery = Not calculated
-4.8 -1.835 ug/L

limits for Ca 317.933 Recovery 
0.7 0.2102 ug/L

limits for Cd 214.440 Recovery 
0.4 0.0911 ug/L

2.1029 -1.835
Not calculated 
0.28872 0.2102

Not calculated 
0.49440 0.0911

limits for Co 228.616 Recovery = Not calculated
0.0 0.0044 ug/L

limits for Cr 267.716 Recovery = 
62.9 0.2998 ug/L

limits for Cu 324.752 Recovery = 
0.2 3.828 ug/L

0.32741 0.0044
Not calculated 
0.26432 0.2998

Not calculated 
28.0671 3.828

limits for Fe 238.204 Recovery = Not calculated
-0.8 -0.3571 ug/L 9.56042 -0.3571

limits for K 766.490 Recovery = Not calculated
-0.6 -0.1206 ug/L

limits for Mg 285.213 Recovery = 
10.1 0.0615 ug/L

limits for Mn 257.610 Recovery = 
1.5 1.922 ug/L

0.09972 -0.1206
Not calculated 
0.01239 0.0615

Not calculated
0.9452 1.922

limits for Mo 202.031 Recovery = Not calculated
-1.4 -0.2099 ug/L

limits for Na 589.592 Recovery 
0.5 0.1389 ug/L

limits for Ni 231.604 Recovery 
-3.0 -4.746 ug/L

limits for Pb 220.353 Recovery 
0.3 0.8018 ug/L

limits for Sb 206.836 Recovery 
0.6 4.402 ug/L

limits for Se 196.026 Recovery 
4.9 0.9828 ug/L

1.65106 -0.2099
Not calculated 
0.90401 0.1389

Not calculated
4.6180 -4.746

Not calculated 
4.89574 0.8018

Not calculated
5.2554 4.402

Not calculated 
0.53173 0.9828

limits for Si02 
174.2

limits for Sr 
79.4

limits for Ti 
1.4

limits for Tl 
-4.2

251.603 Recovery = Not calculated
0.042 ug/L 0

421.552 Recovery = Not 
0.324 ug/L 0

334.940 Recovery = Not 
3.890 ug/L 5

190.801 Recovery = Not 
-0.130 ug/L 0

0.0420053
calculated 
0235
calculated 
3007 3.
calculated 
3187 -0.130

0.324

. 890

limits for V 290.880 Recovery = Not calculated

Sample
Units Std.Dev. RSD

ug/L 0.21168

0.22%
0.34%

958.08%

ug/L 2.40555 >999.9%

ug/L 0.1975 18.26%

ug/L 0.23061 118.71%

ug/L 0.07108 69.00%

ug/L 0.874 4.10%

ug/L 2.1029 114.60%

ug/L 0.28872 137.38%

ug/L 0.49440 542.56%

ug/L 0.32741 >999.9%

ug/L 0.26432 88.18%

ug/L 28.0671 733.18%

ug/L 9.56042 >999.9%

ug/L 0.09972 82.66%

ug/L 0.01239 20.14%

ug/L 0.9452 49.18%

ug/L 1.65106 786.71%

ug/L 0.90401 650.73%

ug/L 4.6180 97.31%

ug/L 4.89574 610.58%

ug/L 5.2554 119.39%

ug/L 0.53173 54.10%

ug/L 0.0053 12.72%

ug/L 0.0235 7.25%

ug/L 5.3007 136.27%

ug/L 0.3187 244.64%
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Zn 206.200t O 0.767 ug/L 2.5394 0.767 ug/L 2.5394 331.25%
QC value within limits for Zn 206.200 Recovery = Not calculated 

All analyte(s) passed QC.
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Sequence No.: 6 
Sample ID: SEQ-CRL 
Analyst:
Initial Sample Wt: 
Dilution:

Autosampler Location: 11 
Date Collected: 6/25/2014 8:50:26 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: SEQ-CRL
Analyte Back Pressure Flow
All 239.0 kPa 0.80 L/min

Mean Data: SEQ-CRL
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3411621.8 99.64 % 0.417 0.42%
Sc Radial 453414.2 98.65 % 0.355 0.36%
Ag 328.068t 767.3 10.33 ug/L 0.170 10.33 ug/L 0.170 1.65%

QC value within limits for Ag 328.068 Recovery = 103.33%
Al 396.153 t 621.7 102.0 ug/L 0.97 102.0 ug/L 0.97 0.95%

QC value within limits for Al 396.153 Recovery = 101.99%
As 193.696t 4.7 36.32 ug/L 4.523 36.32 ug/L 4.523 12.45%

QC value within limits for As 193.696 Recovery = 72.64%
Ba 233.5271 120.8 10.06 ug/L 0.108 10.06 ug/L 0.108 1.08%

QC value within limits for Ba 233.527 Recovery = 100.60%
Be 313.107t 2434.0 4.855 ug/L 0.0354 4.855 ug/L 0.0354 0.73%

QC value within limits for Be 313.107 Recovery = 97.10%
B 249.6771 2661.3 262.8 ug/L 1.04 262.8 ug/L 1.04 0.40%

QC value within limits for B :249.677 Recovery = 105.11%
Ca 317.9331 633.3 239.2 ug/L 0.93 239.2 ug/L 0.93 0.39%

QC value within limits for Ca 317.933 Recovery = 95.67%
Cd 214.440t 36.9 10.41 ug/L 0.238 10.41 ug/L 0.238 2.28%

QC value within limits for Cd 214.440 Recovery = 104.15%
Co 228.616t 46.5 9.789 ug/L 0.1864 9.789 ug/L 0.1864 1.90%

QC value within limits for Co 228.616 Recovery = 97.89%
Cr 267.716t 50.4 8.609 ug/L 0.1460 8.609 ug/L 0.1460 1.70%

QC value within limits for Cr 267.716 Recovery = 86.09%
Cu 324.7521 2071.8 9.869 ug/L 0.1669 9.869 ug/L 0.1669 1.69%

QC value within limits for Cu 324.752 Recovery = 98.69%
Fe 238.204t -6.9 -155.3 ug/L 419.92 -155.3 ug/L 419.92 270.35%

QC value less than the lower :limit for Fe 238.204 Recovery = -155.33%
K 766.4901 2462.8 1045 ug/L 14.5 1045 ug/L 14.5 1.39%

QC value within limits for K 766.490 Recovery = 104.50%
Mg 285.2131 5237.2 1048 ug/L 10.1 1048 ug/L 10.1 0.97%

QC value within limits for Mg 285.213 Recovery = 104.76%
Mn 257.610t 1671.2 10.23 ug/L 0.058 10.23 ug/L 0.058 0.57%

QC value within limits for Mn 257.610 Recovery - 102.26%
Mo 202.0311 6.5 8.471 ug/L 3.2828 8.471 ug/L 3.2828 38.75%

QC value within limits for Mo 202.031 Recovery = 84.71%
Na 589.5921 7523.5 1054 ug/L 11.4 1054 ug/L 11.4 1.08%

QC value within limits for Na 589.592 Recovery 105.42%
Ni 231.6041 34.2 10.21 ug/L 1.113 10.21 ug/L 1.113 10.90%

QC value within limits for Ni 231.604 Recovery = 102.07%
Pb 220.3531 17.2 27.34 ug/L 3.864 27.34 ug/L 3.864 14.13%

QC value within limits for Pb 220.353 Recovery = 91.12%
Sb 206.8361 12.5 37.40 ug/L 7.704 37.40 ug/L 7.704 20.60%

QC value within limits for Sb 206.836 Recovery = 74.80%
Se 196.026t 10.6 80.77 ug/L 18.163 80.77 ug/L 18.163 22.49%

QC value within limits for Se 196.026 Recovery = 80.77%
Si02 251.6031 1228.1 250.9 ug/L 1.86 250.9 ug/L 1.86 0.74%

QC value within limits for Si02 251.603 Recovery = 100.35%
Sr 421.5521 43238.4 10.51 ug/L 0.045 10.51 ug/L 0.045 0.43%

QC value within limits for Sr 421.552 Recovery = 105.10%
Ti 334.9401 12283.8 50.07 ug/L 0.442 50.07 ug/L 0.442 0.88%

QC value within limits for Ti 334.940 Recovery = 100.15%
Tl 190.801t 19.4 56.28 ug/L 4.556 56.28 ug/L 4.556 8.10%

QC value within limits for Tl 190.801 Recovery = 112.55%
V 290.8801 1516.9 50.79 ug/L 2.333 50.79 ug/L 2.333 4.59%

QC value within limits for v 290.880 Recovery = 101.58%
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Zn 206.2001
QC value within limits 

QC Failed. Continue with

70.7 52.37 ug/L
for Zn 206.200 Recovery = 
analysis.

1.462
104.74%

52.37 ug/L 1.462 2.79%
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Sequence No.: 7 
Sample ID: SEQ-IFA 
Analyst:
Initial Sample Wt: 
Dilution:

Autosampler Location: 12 
Date Collected: 6/25/2014 8:53:30 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: SEQ-IFA
Analyte Back Pressure Flow
All 239.0 kPa 0.80 L/min

Mean Data: SEQ-IFA
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3120522.2 91.13 % 0.341 0.37%
Sc Radial 442147.6 96.20 % 0.389 0.40%
Ag 328.068t -550.3 7.903. ug/L 0.3945 7.903 ug/L 0.3945 4.99%

QC value within limits for Ag 328.068 Recovery = Not calculated
A1 396.1531 366597.7 60020 ug/L 877.1 60020 ug/L 877.1 1.46%

QC value within limits for Al 396.153 Recovery = 100.04%
As 193.6961 -37.3 -51.14 ug/L 49.837 -51.14 ug/L 49.837 97.45%

QC value less than the lower limit for As 193.696 Recovery = Not calculated
Ba 233.5271 23.0 -2.421 ug/L 0.3176 -2.421 ug/L 0.3176 13.12%

QC value within limits for Ba 233.527 Recovery = Not calculated
Be 313.1071 -130.2 -1.006 ug/L 0.0611 -1.006 ug/L 0.0611 6.08%

QC value within limits for Be 313.107 Recovery = Not calculated
B 249.6771 -728.7 -71.95 ug/L 1.066 -71.95 ug/L 1.066 1.48%

QC value within limits for B :249.677 Recovery = Not calculated
Ca 317.9331 786665.0 299000 ug/L 4517.3 299000 ug/L 4517.3 1.51%

QC value within limits for Ca 317.933 Recovery = 99.65%
Cd 214.440t 43.5 12.98 ug/L 0.675 12.98 ug/L 0.675 5.20%

QC value greater than the upper limit for Cd 214. 440 Recovery = Not calculated
Co 228.616t 43.3 3.451 ug/L 0.4435 3.451 ug/L 0.4435 12.85%

QC value within limits for Co 228.616 Recovery = Not calculated
Cr 267.7161 -29.0 -0.9977 ug/L 0.83239 0.9977 ug/L 0.83239 83.43%

QC value within limits for Cr 267.716 Recovery = Not calculated
324.7521 -2292.5 -0.1080 ug/L 0.18364 -0.1080 ug/L
QC value within limits for Cu 324.752 Recovery = Not calculated
238.204t 10593.2 235600 ug/L 3097.7 235600 ug/L
QC value within limits for Fe 238.204 Recovery = 94.23%
766.4901 -2.5 -103.9 ug/L 12.92 -103.9 ug/L
QC value within limits for K 766.490 Recovery = Not calculated

2110.7 143100 ug/LMg 285.213t 715022.5 143100 ug/L

0.18364 169.97%

3097.7 1.32%

12.92 12.44%

2110.7 1.47%
QC value within limits for Mg 285.213 Recovery = 95.40%

Mn 257.6101 336.3 -0.4375 ug/L
QC value within limits for Mn 257.610 Recovery 

Mo 202.031t 15.6 6.817 ug/L
QC value within limits for Mo 202.031 Recovery 

Na 589.5921 367014.7 51400 ug/L
QC value within limits for Na 589.592 

Ni 231.604t 135.1 1.399 ug/L
QC value within limits for Ni 231.604 

Pb 220.3 531 -44.3
QC value within limits for Pb 220.353 

Sb 206.836t 14.9 -2.247 ug/L
QC value within limits for Sb 206.836 Recovery 

Se 196.026t -8.8 -30.47 ug/L
QC value within limits for Se 196.026 Recovery 

Si02 251.6031 -104.4 58.68 ug/L

6.817 ug/L 

51400 ug/L

1.399 ug/L

0.12443 -0.4375 ug/L
Not calculated 

7.3924
Not calculated 

708.4
Recovery = 102.81%

0.6898
Recovery = Not calculated 

-0.3519 ug/L 10.38383 -0.3519 ug/L
Recovery = Not calculated

19.6899 -2.247 ug/L
Not calculated

48.227 -30.47 ug/L
Not calculated

2.174 58.68 ug/L

0.12443 28.44%

7.3924 108.43%

708.4 1.38%

0.6898 49.31%

10.38383 >999.9%

19.6899 876.45%

48.227 158.28%

2.174 3.71%
QC value within limits for Si02 251.603 Recovery = Not calculated

Sr 421.5521 60605.7 -1.920 ug/L
QC value within limits for Sr 421.552 Recovery 

Ti 334.940t 183.6 0.749 ug/L
QC value within limits for Ti 334.940 Recovery 

Tl 190.8011 5.9 5.716 ug/L
QC value within limits for Tl 190.801 Recovery 

V 290.8801 1260.7 11.81 ug/L
QC value within limits for V 290.880

0.2528 -1.920 ug/L
Not calculated

0.0150 0.749 ug/L
Not calculated

5.2347 5.716 ug/L
Not calculated

0.912 11.81 ug/L
Recovery = Not calculated

0.2528 13.17%

0.0150 2.01%

5.2347 91.57%

0.912 7.73%
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Zn 206.200t
QC value v;ithin limits 

QC Failed. Continue with

4.9 2.868 ug/L
for Zn 206.200 Recovery 
analysis.

3.0923 2.868 ug/L
= Not calculated

3.0923 107.82%

o
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Sequence No.: 8 
Sample ID: SEQ-IFB 
Analyst:
Initial Sample Wt: 
Dilution:

Autosampler Location: 13 
Date Collected: 6/25/2014 8:57:12 AM 
Data Type: Original 
Initial Saxqple Vol:
Sample Prep Vol:

Nebulizer Parameters: SEQ-IFB
Analyte Back Pressure Flow
All 240.0 kPa 0.80 L/min

Mean Data: SEQ-IFB
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units ' Std.Dev. RSD
Sc Axial 3084286.6 90.08 % 0.811 0.90%
Sc Radial 437259.8 95.13 % 0.833 0.88%
Ag 328.068t 23492.1 331.5 ug/L 1.77 331.5 ug/L 1.77 0.53%

QC value within limits for Ag 328.068 Recovery = 110.51%
A1 396.1531 372806.8 61050 ug/L 802.3 61050 ug/L 802.3 1.31%

QC value within limits for Al 396.153 Recovery 101.75%
As 193.696t 105.5 1016 ug/L 18.2 1016 ug/L 18.2 1.79%

QC value within limits for As 193.696 Recovery - 101.60%
Ba 233.5271 3553.0 291.2 ug/L 2.75 291.2 ug/L 2.75 0.94%

QC value within limits for Ba 233.527 Recovery = 97.08% '
Be 313,107t 48164.0 95.32 ug/L 0.218 95.32 ug/L 0.218 0.23%

QC value within limits for Be 313.107 Recovery = 95.32%
B 249.677 t 4702.1 464.3 ug/L 1.35 464.3 ug/L 1.35 0.29%

QC value within limits for B 249.677 Recovery = 92.85%
Ca 317.933t 793739.9 301600 ug/L 3442.7 301600 ug/L 3442.7 1.14%

QC value within limits for Ca 317.933 Recovery = 100.54%
Cd 214.4401 1102.8 311.9 ug/L 1.06 311.9 ug/L 1.06 0.34%

QC value within limits for Cd 214.440 Recovery = 103.98%
Co 228.616t 1463.3 301.8 ug/L 1.97 301.8 ug/L 1.97 0.65%

QC value within limits for Co 228.616 Recovery = . 100.60%
Cr 267,716t 1685.1 291.2 ug/L 4.95 291.2 ug/L 4.95 1.70%

QC value within limits for Cr 267.716 Recovery = 97.08%
Cu 324.7521 64824.1 319.5 ug/L 2.23 319.5 ug/L 2.23 0.70%

QC value within limits for Cu 324.752 Recovery = 106.51%
Fe 238.2041 10683.8 237600 ug/L 2428.5 237600 ug/L 2428.5 1.02%

QC value within limits for Fe 238.204 Recovery = 95.02%
K 766.4901 50074.5 21070 ug/L 51.7 21070 ug/L 51.7 0.25%

QC value within limits for K 766.490 Recovery = 105.33%
Mg 285,213t 722950.1 144700 ug/L 1951.1 144700 ug/L 1951.1 1.35%

QC value within limits for Mg 285.213 Recovery = 96.46%
Mn 257.610t 32632.5 197.5 ug/L 0.72 197.5 ug/L 0.72 0.36%

QC value within limits for Mn 257.610 Recovery = 98.76%
Mo 202,031t 239.9 301.4 ug/L 7.29 301.4 ug/L 7.29 2.42%

QC value within limits for Mo 202.031 Recovery = 100.47%
Na 589.5921 370041.4 51780 ug/L 633.4 51780 ug/L 633.4 1.22%

QC value within limits for Na 589.592 Recovery = 103.55%
Ni 231.6041 1146.2 302.2 ug/L 2.54 302.2 ug/L 2.54 0.84%

QC value within limits for Ni 231.604 Recovery = 100.74%
Pb 220.3531 589.3 1012 ug/L 24.4 1012 ug/L 24.4 2.41%

QC value within limits for Pb 220.353 Recovery = 101.24%
Sb 206.836t 341.3 972.4 ug/L 11.09 972.4 ug/L 11.09 1.14%

QC value within limits for Sb 206.836 Recovery = 97.24%
Se 196.026t 57.9 483.7 ug/L 65.55 483.7 ug/L 65.55 13.55%

QC value within limits for Se 196.026 Recovery = 96.75%
Si02 251.6031 2446.5 521.8 ug/L 3.27 521.8 ug/L 3.27 0.63%

QC value within limits for Si02 251.603 Recovery = 104.37%
Sr 421.5521 4194943.3 1003 ug/L 4.5 1003 ug/L 4.5 0.44%

QC value within limits for Sr 421.552 Recovery = 100.29%
Ti 334.940t 250066.5 1019 ug/t 0.8 1019 ug/L 0.8 0.07%

QC value within limits for Ti 334.940 Recovery = 101.94%
T1 190.801t 351.1 992.7 ug/L 19.40 992.7 ug/L 19.40 1.95%

QC value within limits for TI 190.801 Recovery = 99.27%
V 290.880t 10596.0 322.9 ug/L 2.22 322.9 ug/L 2.22 0.69%

QC value within limits for V 290.880 Recovery = 107.62%
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Zn 206.200t 401.5 292.9 ug/L 3.87
QC value within limits for Zn 206.200 Recovery = 97.64% 

All analyte(s) passed QC.

292.9 ug/L 3.87 1.32%
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Sequence No.: 9 
Sample ID: 1406105-BLK1 
Analyst: S.VanOvermeiren 
Initial Sample Wt: 
Dilution:

Autosampler Location: 26 
Date Collected: 6/25/2014 9:01:04 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: 1406105-BLK1 
Analyte Back Pressure Flow
All 239.0 kPa 0.80 L/min

Mean Data: 1406105-BLK1
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3408919.8 99.56 % 0.519 0.52%
Sc Radial 464532.6 101.1 % 0.46 0.46%
Ag 328.068t -4.9 -0.0641 ug/L 0.11363 -0.0641 ug/L 0.11363 177.25%
Al 396.1531 11.2 1.906 ug/L 1.2342 1.906 ug/L 1.2342 64.75%
As 193.696t -1.3 -9.873 ug/L 5.8201 -9.873 ug/L 5.8201 58.95%
Ba 233.5271 0.1 0.0145 ug/L 0.16039 0.0145 ug/L 0.16039 >999.9%
Be 313.1071 -39.6 -0.0791 ug/L 0.02319 -0.0791 ug/L 0.02319 29.30%
B 249.6771 97.7 9.648 ug/L 0.1999 9.648 ug/L 0.1999 2.07%
Ca 317.933t -0.5 -0.1669 ug/L 1.19645 -0.1669 ug/L 1.19645 716.80%
Cd 214.4401 1.1 0.3049 ug/L 0.21447 0.3049 ug/L 0.21447 70.35%
Co 228.616t 1.9 0.4035 ug/L 0.39948 0.4035 ug/L 0.39948 99.01%
Cr 267.7161 -3.5 -0.5891 ug/L 0.64968 -0.5891 ug/L 0.64968 110.29%
Cu 324.7521 127.7 0.6087 ug/L 0.22788 0.6087 ug/L 0.22788 37.43%
Fe 238.2041 1.5 33.61 ug/L 44.118 33.61 ug/L 44.118 131.25%
K 766.4901 -2.8 -1.267 ug/L 5.5356 -1.267 ug/L 5.5356 436.84%
Mg 285.2131 26.0 5.209 ug/L 1.1188 5.209 ug/L 1.1188 21.48%
Mn 257.6101 -31.6 -0.1930 ug/L 0.01282 -0.1930 ug/L 0.01282 6.64%
Mo 202.031t -1.1 -1.424 ug/L 2.0807 -1.424 ug/L 2.0807 146.16%
Na 589.5921 15.3 2.236 ug/L 2.7359 2.236 ug/L 2.7359 122.35%
Ni 231.6041 2.9 0.8520 ug/L 0.79737 0.8520 ug/L 0.79737 93.58%
Pb 220.3531 -3.2 -5.192 ug/L 2.0672 -5.192 ug/L 2.0672 39.82%
Sb 206.8361 0.8 2.340 ug/L 4.4833 2.340 ug/L 4.4833 191.58%
Se 196.0261 -1.3 -9.552 ug/L 17.3636 -9.552 ug/L 17.3636 181.78%
Si02 251.6031 50.7 10.41 ug/L 3.181 10.41 ug/L 3.181 30.57%
Sr 421.5521 -117.6 -0.030 ug/L 0.0145 -0.030 ug/L 0.0145 47.60%
Ti 334.9401 20.8 0.085 ug/L 0.0125 0.085 ug/L 0.0125 14.73%
Tl 190.8011 1.5 4.457 ug/L 7.0814 4.457 ug/L 7.0814 158.88%
V 290.8801 28.6 0.947 ug/L 0.8162 0.947 ug/L 0.8162 86.23%
Zn 206.200t -1.4 -1.055 ug/L 1.4648 -1.055 ug/L 1.4648 138.78%



Method: ESAT_2013_1.0 Page 17 Date: 6/25/2014 9:06:30 AM

Sequence No.: 10 
Sample ID: 1406105-BS1 
Analyst: S.VanOvermeiren 
Initial Sample Wt: 
Dilution:

Autosampler Location: 27 
Date Collected: 6/25/2014 9:04:06 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: 1406105-BS1
Analyte Back Pressure Flow
All 239.0 kPa 0.80 L/min

Mean Data: 1406105-BS1
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3385522.9 98.87 % 0.347 0.35%
Sc Radial 469918.4 102.2 % 1.05 1.02%
Ag 328.0681 7393.6 100.5 ug/L 0.14 100.5 ug/L 0.14 0.14%
A1 396.1531 63072.7 10350 ug/L 75.4 10350 ug/L 75.4 0.73%
As 193.6961 8.3 78.55 ug/L 9.087 78.55 ug/L 9.087 11.57%
Ba 233.5271 1191.2 98.66 ug/L 0.298 98.66 ug/L 0.298 0.30%
Be 313.1071 50742.3 101.2 ug/L 1.11 101.2 ug/L 1.11 1.10%
B 249.6771 -2.1 -0.2063 ug/L 0.22764 -0.2063 ug/L 0.22764 110.35%
Ca 317.9331 27202.0 10320 ug/L 104.6 10320 ug/L 104.6 1.01%
Cd 214.440t 365.6 103.2 ug/L 1.36 103.2 ug/L 1.36 1.32%
Co 228.616t 474.3 99.52 ug/L 1.325 99.52 ug/L 1.325 1.33%
Cr 267.716t 572.1 97.79 ug/L 1.063 97.79 ug/L 1.063 1.09%
Cu 324.7521 20304.0 97.27 ug/L 0.242 97.27 ug/L 0.242 0.25%
Fe 238.204t 467.5 10390 ug/L 21.5 10390 ug/L 21.5 0.21%
K 766.4901 24470.9 10350 ug/L 70.6 10350 ug/L 70.6 0.68%
Mg 285.2131 52009.5 10410 ug/L 64.9 10410 ug/L 64.9 0.62%
Mn 257.6101 16444.5 100.6 ug/L 1.00 100.6 ug/L 1.00 0.99%
Mo 202.031t 76.3 99.79 ug/L 1.959 99.79 ug/L 1.959 1.96%
Na 589.5921 74102.0 10370 ug/L 66.2 10370 ug/L 66.2 0.64%
Ni 231.604t 347.0 101.7 ug/L 0.49 101.7 ug/L 0.49 0.49%
Pb 220.3531 58.6 94.79 ug/L 7.661 94.79 ug/L 7.661 8.08%
Sb 206.836t ,31.3 89.30 ug/L 9.582 89.30 ug/L 9.582 10.73%
Se 196.026t 66.9 512.6 ug/L 19.00 512.6 ug/L 19.00 3.71%
Si02 251.6031 10.4 -15.94 ug/L 0.831 -15.94 ug/L 0.831 5.21%
Sr 421.5521 2179111.2 529.0 ug/L 0.87 529.0 ug/L 0.87 0.16%
Ti 334.940t -75.2 -0.307 ug/L 0.0085 -0.307 ug/L 0.0085 2.78%
T1 190.801t 37.4 105.2 ug/L 22.26 105.2 ug/L 22.26 21.16%
V 290.880t 3050.1 99.77 ug/L 0.331 99.77 ug/L 0.331 0.33%
Zn 206.200t 140.8 102.8 ug/L 2.64 102.8 ug/L 2.64 2.56%

Matrix Recovery Check: 1406105-BS1

Analyte Expected Measured Std. Units Recovery
Cone. Cone. Dev. (%)

A1 396.153 10100 10350 75.438 ug/L 102.4
Ca 317.933 10100 10320 104.581 ug/L 102.2
Fe 238.204 10130 10390 21.475 ug/L 102.5
K 766.490 10100 10350 70.633 ug/L 102.5
Mg 285.213 10110 10410 64.865 ug/L 103.0
Na 589.592 10100 10370 66.223 ug/L 102.7
Ag 328.068 99.94 100.5 0.137 ug/L 100.6
As 193.696 90.13 78.55 9.087 ug/L 88.4
Ba 233.527 100.0 98.66 0.298 ug/L 98.6
Be 313.107 99.92 101.2 1.109 ug/L 101.3
Cd 214.440 100.3 103.2 1.365 ug/L 102.9
Co 228.616 100.4 99.52 1.. 325 ug/L 99.1
Cr 267.716 99.41 97.79 1.063 ug/L 98.4
Cu 324.752 100.6 97.27 0.242 ug/L 96.7
Mn 257.610 99.81 100.6 1.000 ug/L 100.8
Mo 202.031 98.58 99.79 1.959 ug/L 101.2
Ni 231.604 100.9 101.7 0.494 ug/L 100.9
Pb 220.353 94.81 94.79 7.661 ug/L 100.0
Sb 206.836 102.3 89.30 9.582 ug/L 87.0
Se 196.026 490.4 512.6 18.997 ug/L 104.4
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Si02 251.603 5010
Sr 421.552 500.0
T1 190.801 104.5
V 290.880 100.9
Zn 206.200 98.94

-15.94 0.831 ug/L -0.5
529.0 0.869 ug/L 105.8
105.2 22.264 ug/L 100.8
99.77 0.331 ug/L 98.8
102.8 2.636 ug/L 103.8
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Sequence No.: 11 
Sample ID: C140S07-01

Autosampler Location: 28
Date Collected: 6/25/2014 9:07:11 AM

Analyst: S.VanOvermeiren Data Type: Original
Initial Sample Wt: 
Dilution:

Initial Sample 
Sample Prep Vol

Vol:

Nebulizer Parameters: C140607-01
Analyte Back Pressure Flow
All 241.0 kPa 0. 80 L/min

•
Mean Data: C140607 -01

Mean Corrected Calib Sample
Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3327165.1 97.17 % 0.471 0.48%
Sc Radial 461084.9 100.3 % 1.39 1.39%
Ag 328.068t 33.7 0.6696 ug/L 0.08715 0.6696 ug/L 0.08715 13.01%
A1 396.1531 7585.8 1169 ug/L 11.8 1169 ug/L 11.8 1.01%
As 193.696t -10.4 -76.64 ug/L 23.487 -76.64 ug/L 23.487 30.65%
Ba 233.5271 246.6 18.16 ug/L 0.351 18.16 ug/L 0.351 1.93%
Be 313.1071 469.6 0.5672 ug/L 0.07983 0.5672 ug/L 0.07983 14.07%
B 249.6771 -216.3 -21.35 ug/L 0.415 -21.35 ug/L • 0.415 1.94%
Ca 317.933 t 645157.6 245200 ug/L 3262.8 245200 ug/L 3262.8 1.33%
Cd 214.440t 320.0 90.48 ug/L 1.848 90.48 ug/L 1.848 2.04%
Co 228.6161 27.3 6.385 ug/L 0.3823 6.385 ug/L 0.3823 5.99%
Cr 267.716t -9.9 -1.734 ug/L 0.3861 -1.734 ug/L 0.3861 22.27%
Cu 324.7521 97728.2 464.4 ug/L 8.84 464.4 ug/L 8.84 1.90%
Fe 238.2041 46.1 1006 ug/L 38.1 1006 ug/L 38.1 3.79%
K 766.490t 5307.9 2292 ug/L 9.7 2292 ug/L 9.7 0.43%
Mg 285.2131 127836.6 25570 ug/L 220.6 25570 ug/L 220.6 0.86%
Mn 257.6101 634106.4 3894 ug/L 27.5 3894 ug/L 27.5 0.71%
Mo 202.0311 1.9 -1.800 ug/L 6.6377 -1.800 ug/L 6.6377 368.69%
Na 589.5921 76546.5 10730 ug/L 73.4 10730 ug/L 73.4 0.68%
Ni 231.6041 59.1 15.76 ug/L 1.044 15.76 ug/L 1.044 6.62%
Pb 220.3531 -13.8 -15.66 ug/L 9.098 -15.66 ug/L 9.098 58.12%
Sb 206.8361 1.2 -1.917 ug/L 8.4932 -1.917 ug/L 8.4932 443.02%
Se 196.0261 7.9 37.01 ug/L 40.809 37.01 ug/L 40.809 110.26%
Si02 251.6031 89485.6 18360 ug/L 268.7 18360 ug/L 268.7 1.46%
Sr 421.5521 Saturated2
Ti 334.9401 73.9 0.301 ug/L 0.0748 0.301 ug/L 0.0748 24.81%
T1 190.8011 0.8 -15.13 ug/L 4.974 -15.13 ug/L 4.974 32.88%
V 290.8801 190.2 0.809 ug/L 0.5870 0.809 ug/L 0.5870 72.58%
Zn 206.2001 21979.6 16350 ug/L 238.7 16350 ug/L 238.7 1.46%



Method: ESAT„2013_1.0 Page 20 Date: 6/25/2014 9:13:37 AM

Sequence Mo.: 12 
Sample ID: 1406105-DUP1 
Analyst: s.VanOvermeiren 
Initial Sample Wt: 
Dilution:

Autosampler Location: 29 
Date Collected: S/25/2014 9:11:15 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: 1406105-DUP1
Analyte Back Pressure Flow
All 249.0 kPa 0.80 L/min

Mean Data: 1406105-DUP1
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3313939.0 96.78 % 0.274 0.28%
Sc Radial 463218.8 100.8 % 2.11 2.10%
Ag 328.068t 39.2 0.7359 ug/L 0.19158 0.7359 ug/L 0.19158 26.03%
Al 396.1531 7631.2 1176 ug/L 21.1 1176 ug/L 21.1 1.80%
As 193.6961 -12.9 -95.04 ug/L 15.517 -95.04 ug/L 15.517 16.33%
Ba 233.5271 242.7 17.85 ug/L 0.366 17.85 ug/L 0.366 2.05%
Be 313.1071 481.6 0.5905 ug/L 0.04845 0.5905 ug/L 0.04845 8.21%
B 249.6771 -225.0 -22.21 ug/L 0.237 -22.21 ug/L 0.237 1.07%
Ca 317.9331 647792.7 246200 ug/L 9298.5 246200 ug/L 9298.5 3.78%
Cd 214.4401 319.3 90.29 ug/L 0.977 90.29 ug/L 0.977 1.08%
Co 228.616t 29.9 6.924 ug/L 0.8108 6.924 ug/L 0.8108 11.71%
Cr 267.716t -5.2 -0.9166 ug/L 0.42687 -0.9166 ug/L 0.42687 46.57%
Cu 324.7521 97128.9 461.5 ug/L 1.67 461.5 ug/L 1.67 0.36%
Fe 238.204t 44.8 976.9 ug/L 13.16 976.9 ug/L 13.16 1.35%
K 766.4901 5333.1 2303 ug/L 17.1 2303 ug/L 17.1 0.74%
Mg 285.2131 128865.4 25770 ug/L 530.4 25770 ug/L 530.4 2.06%
Mn 257.610t 628965.8 3863 ug/L 9.4 3863 ug/L 9.4 0.24%
Mo 202.031t 5.9 3.476 ug/L 4.1595 3.476 ug/L 4.1595 119.67%
Na 589.5921 77304.8 10840 ug/L 126.7 10840 ug/L 126.7 1.17%
Ni 231.6041 55.6 14.71 ug/L 0.767 14.71 ug/L 0.767 5.21%
Pb 220.3531 -16.8 -20.25 ug/L 4.314 -20.25 ug/L 4.314 21.30%
Sb 206.8361 -2.2 -11.87 ug/L 13.226 -11.87 ug/L 13.226 111.44%
Se 196.0261 3.4 3.039 ug/L 13.5139 3.039 ug/L 13.5139 444.75%
Si02 251.6031 88257.2 18110 ug/L 59.1 18110 ug/L 59.1 0.33%
Sr 421.5521 Saturated2
Ti 334.9401 90.8 0.370 ug/L 0.0211 0.370 ug/L 0.0211 5.69%
Tl 190.8011 1.8 -11.78 ug/L 12.335 -11.78 ug/L 12.335 104.71%
V 290.8801 189.6 0.876 ug/L 1.4653 0.876 ug/L 1.4653 167.23%
Zn 206.2001 21224.6 15790 ug/L 84.9 15790 ug/L 84.9 0.54%

Duplicate Check: 1406105-DUP1

Analyte Expected Measured Std. Units Difference
Cone. Cone. Dev. (%)

Sc Radial 100.3 100.8 2.114 % 0.5
Al 396.153 1169 1176 21.119 ug/L C). 6
Ca 317.933 245200 246200 9298.545 ug/L C1.4
Fe 238.204 1006 976.9 13.159 ug/L 3! .0
K 766.490 2292 2303 17.117 ug/L C1.4
Mg 285.213 25570 25770 530.403 ug/L c>.8
Na 589.592 10730 10840 126.669 ug/L 1..0
Sc Axial 97.17 96.78 0.274 % c). 4
Ag 328.068 0.6696 0.7359 0.192 ug/L c1.4
As 193.696 -76.64 -95.04 15.517 ug/L -21.4
Ba 233.527 18.16 17.85 0.366 ug/L 3..7
Be 313.107 0.5672 0.5905 0.048 ug/L 4.0
B 249.677 -21.35 -22.21 0.237 ug/L -31.9
Cd 214.440 90.48 90.29 0.977 ug/L C1.2
Co 228.616 6.385 6.924 0.811 ug/L 8.1
Cr 267.716 -1.734 -0.9166 0.427 ug/L -61.7
Cu 324.752 464.4 461.5 1.674 ug/L C1.6
Mn 257.610 3894 3863 9.368 ug/L C1.8
Mo 202.031 -1.800 3.476 4.159 ug/L 629.8
Ni 231.604 15.76 14.71 0.767 ug/L 6i.9
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Pb 220.353 -15.66
Sb 206.836 -1.917
Se 196.026 37.01
Si02 251.603 18360
Sr 421.552
Ti 334.940 0.301
T1 190.801 -15.13
V 290.880 0.809
Zn 206.200 16350

-20.25 4.314 ug/L -25.6
-11.87 13.226 ug/L -144.4
3.039 13.514 ug/L 169.7
18110 59.098 ug/L 1.4

0.000 ug/L Not calculated
0.370 0.021 ug/L 20.5

-11.78 12.335 ug/L -24.9
0.876 1.465 ug/L 8.0
15790 84.863 ug/L 3.5
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Sequence No.: 13 
Sample ID: SEQ-SRD1 @5X 
Analyst: S.VanOvermeiren 
Initial Sample Wt: 
Dilution: 5X

Autosampler Location: 30 
Date Collected: 6/25/2014 9:15:18 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: SEQ-SRD1 @5X
Analyte Back Pressure Flow
All 252.0 kPa 0. 80 L/min

Mean Data: SEQ- SRD1 @5X
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3399779.4 99.29 % 0.566 0.57%
Sc Radial 473833.3 103.1 % 0.20 0.20%
Ag 328.068t -2.1 1.073 ug/L 0.1130 5.366 ug/L 0.5652 10.53%
Al 396.1531 1481.1 242.3 ug/L 1.89 1212 ug/L 9.5 0.78%
As 193.6961 -3.6 -26.75 ug/L 1.784 -133.8 ug/L 8.92 6.67%
Ba 233.5271 49.0 3.080 ug/L 0.1081 15.40 ug/L 0.540 3.51%
Be 313.1071 -168.1 -0.4436 ug/L 0.02465 -2.218 ug/L 0.1232 5.56%
B 249.6771 -86.7 -8.556 ug/L 0.1580 -42.78 ug/L 0.790 1.85%
Ca 317.9331 123955.0 47100 ug/L 193.9 235500 ug/L 969.5 0.41%
Cd 214.4401 64.6 18.25 ug/L 0.808 91.26 ug/L 4.039 4.43%
Co 228.6161 5.6 1.317 ug/L 0.7147 6.587 ug/L 3.5734 54.25%
Cr 267.716t -5.5 -0.5776 ug/L 0.06350 -2.888 ug/L 0.3175 10.99%
Cu 324.752t 18771.3 89.58 ug/L 0.753 447.9 ug/L 3.76 0.84%
Fe 238.204t 8.2 174.8 ug/L 27.95 873.9 ug/L 139.74 15.99%
K 766.490t . 1015.4 379.9 ug/L 13.81 1899 ug/L 69.1 3.64%
Mg 285.2131 25153.3 5030 ug/L 46.5 25150 ug/L 232.6 0.92%
Mn 257.610t 129405.6 794.6 ug/L 4.96 3973 ug/L 24.8 0.62%
Mo 202.031t 6.1 7.904 ug/L 4.0826 39.52 ug/L 20.413 51.65%
Na 589.5921 14812.9 2066 ug/L 21.9 10330 ug/L 109.4 1.06%
Ni 231.6041 16.6 5.010 ug/L 1.3042 25.05 ug/L 6.521 26.03%
Pb 220.353t -5.9 -10.40 ug/L 9.692 -52.00 ug/L 48.461 93.19%
Sb 206.836t -2.1 -10.18 ug/L 4.110 -50.88 ug/L 20.550 40.39%
Se 196.026t -0.5 -4.987 ug/L 6.7991 -24.93 ug/L 33.995 136.34%
Si02 251.6031 17086.5 3489 ug/L 25.8 17450 ug/L 129.0 0.74%
Sr 421.552t 3057419.4 742.9 ug/L 3.55 3715 ug/L 17.8 0.48%
Ti 334.9401 -7.1 -0.029 ug/L 0.0115 -0.145 ug/L 0.0575 39.76%
Tl 190.80H 3.7 5.665 ug/L 8.9082 28.33 ug/L 44.541 157.25%
V 290.8801 160.5 2.966 ug/L 0.1959 14.83 ug/L 0.980 6.61%
Zn 206.2001 4364.7 3246 ug/L 14.2 16230 ug/L 71.2 0.44%

Dilution Check:: SEQ-SRD1 @5X

Analyte Expected Measured Std. Units Difference
Cone. Cone. Dev. (%>

Sc Radial 20.06 103.1 0.204 % 413.8
Al 396.153 233.8 242.3 1.893 ug/L 3.6
Ca 317.933 49040 47100 193.908 ug/L 4.0
Fe 238.204 201.2 174.8 27.948 ug/L 13.1
K 766.490 458.5 379.9 13.812 ug/L 17.1
Mg 285.213 5113 5030 46.513 ug/L 1.6
Na 589.592 2146 2066 21.880 ug/L 3.7
Sc Axial 19.43 99.29 0.566 % 410.9
Ag 328.068 0 . 1339 1.073 0.113 ug/L 701.3
As 193.696 - 15.33 -26.75 1.784 ug/L -74.5
Ba 233.527 3.633 3.080 0.108 ug/L 15.2
Be 313.107 0 .1134 . -0.4436 0.025 ug/L 491.1
B 249.677 -4.271 -8.556 0.158 ug/L •100.3
Cd 214.440 18.10 18.25 0.808 ug/L 0.9
Co 228.616 1.277 1.317 0.715 ug/L 3.2
Cr 267.716 -0 .3467 -0.5776 0.064 ug/L -66.6
Cu 324.752 92.88 89.58 0.753 ug/L 3.6
Mn 257.610 778.8 794.6 4.964 ug/L 2.0
Mo 202.031 -0 .3601 7.904 4.083 ug/L -2295.2
Ni 231.604 3.152 5.010 1.304 ug/L 58.9
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Pb 220.353 -3.131
Sb 206.836 -0.3834
Se 196.026 7.402
Si02 251.603 3673
Sr 421.552
Ti 334.940 0.060
Tl 190.801 -3.025
V 290.880 0.162
Zn 206.200 3270

-10.40 9.692 ug/L -232.2
-10.18 4.110 ug/L -2554.1
-4.987 6.799 ug/L 167.4

3489 25.810 ug/L 5.0
742.9 3.552 ug/L Noc calculated
-0.029 0.011 ug/L 148.0
5.665 8.908 ug/L -287.3
2.966 0.196 ug/L 1733.7
3246 14.230 ug/L 0.8
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Sequence No.: 14 
Sample ZD: 1406105-MS1 
Analyst: S.VanOvermeiren 
Initial Sample Wt: 
Dilution:

Autosampler Location: 31 
Date Collected: 6/25/2014 9:18:30 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: 1406105-MS1
Analyte Back Pressure Flow
All 253.0 kPa 0.80 L/min

Mean Data: 1406105-MS1
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3286574.2 95.98 % 0.520 0.54%
Sc Radial 465748.0 101.3 % 1.09 1.08%
Ag 328.068t 7443.8 100.7 ug/L 0.38 100.7 ug/L 0.38 0.38%
Al 396.153 t 71738.8 11680 ug/L 159.5 11680 ug/L 159.5 1.37%
As 193.696t -0.8 11.82 ug/L 24.157 11.82 ug/L 24.157 204.39%
Ba 233.5271 1392.9 113.5 ug/L 0.64 113.5 ug/L 0.64 0.56%
Be 313.1071 50656.2 100.7 ug/L 0.40 100.7 ug/L 0.40 0.39%
B 249.6771 -278.6 -27.51 ug/L 0.367 -27.51 ug/L 0.367 1.33%
Ca 317.9331 656854.3 249600 ug/L 3008.2 249600 ug/L 3008.2 1.21%
Cd 214.4401 648.5 . 183.2 ug/L 0.38 183.2 ug/L 0.38 0.21%
Co 228.6161 494.1 104.3 ug/L 1.25 104.3 ug/L 1.25 1.20%
Cr 267.716t 551.7 94.03 ug/L 1.158 94.03 ug/L 1.158 1.23%
Cu 324.7521 115910.9 551.3 ug/L 2.38 551.3 ug/L 2.38 0.43%
Fe 238.2041 508.0 11270 ug/L 194.0 11270 ug/L 194.0 1.72%
K 766.490t 30922.3 13170 ug/L 165.0 13170 ug/L 165.0 1.25%
Mg 285.213t 177067.1 35420 ug/L 528.3 35420 ug/L 528.3 1.49%
Mn 257.610t 625610.5 3842 ug/L 10.6 3842 ug/L 10.6 0.28%
Mo 202.0311 77.5 96.71 ug/L 3.941 96.71 ug/L 3.941 4.08%
Na 589.5921 151998.2 21300 ug/L 349.8 21300 ug/L 349.8 1.64%
Ni 231.6041 399.5 115.3 ug/L 2.54 115.3 ug/L 2.54 2.21%
Pb 220.3531 48.1 85.90 ug/L 5.333 85.90 ug/L 5.333 6.21%
Sb 206.8361 32.3 89.33 ug/L 21.951 89.33 ug/L 21.951 24.57%
Se 196.0261 81.6 600.4 ug/L 72.11 600.4 ug/L 72.11 12.01%
Si02 251.603t 87029.5 17850 ug/L 71.5 17850 ug/L 71.5 0.40%
Sr 421.552t Saturated2
Ti 334.940t 5.9 0.024 ug/L 0.0498 0.024 ug/L 0.0498 206.21%
T1 190.8011 34.9 82.30 ug/L 8.847 82.30 ug/L 8.847 10.75%
V 290.8801 3185.1 99.87 ug/L 2.943 99.87 ug/L 2.943 2.95%
Zn 206.2001 20608.7 15330 ug/L 147.1 15330 ug/L 147.1 0.96%

Matrix Recovery Check: 1406105-MS1

Analyte Expected Measured Std. Units Recovery
Cone. Cone. Dev. <%)

Al 396.153 11270 11680 159.503 ug/L 104.1
Ca 317.933 255300 249600 3008.239 ug/L 43.9
Fe 238.204 11110 11270 193.999 ug/L 101.6
K 766.490 12390 13170 165.021 ug/L 107.7
Mg 285.213 35670 35420 528.267 ug/L 97.5
Na 589.592 20830 21300 349.835 ug/L 104.7
Ag 328.068 100.7 100.7 0.383 ug/L 100.0
As 193.696 23.36 11.82 24.157 ug/L 88.5
Ba 233.527 118.2 113.5 0.637 ug/L 95.4
Be 313.107 100.6 100.7 0.396 ug/L 100.2
Cd 214.440 190.5 183.2 0.379 ug/L 92.7
Co 228.616 106.4 104.3 1.252 ug/L 97.9
Cr 267.716 98.27 94.03 1.158 ug/L 95.8
Cu 324.752 564.4 551.3 2.380 ug/L 86.9
Mn 257.610 3994 3842 10.571 ug/L -52.5
Mo 202.031 98.20 96.71 3.941 ug/L 98.5
Ni 231.604 115.8 115.3 2.543 ug/L 99.5
Pb 220.353 84.34 85.90 5.333 ug/L 101.6
Sb 206.836 98.08 89.33 21.951 ug/L 91.2
Se 196.026 537.0 600.4 72.106 ug/L 112.7
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Si02 251.603 23360 
Tl 190.801 84.87 
V 290.880 100.8 
Zn 206.200 16450

17850 71.549 ug/L -10.2
82.30 8.847 ug/L 97.4
99.87 2.943 ug/L 99.1
15330 147.076 ug/L -1020.8
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Sequence No.: 15 
Sample ID: C140607-03 
Analyst: S.VanOvermeiron 
Initial Sample Wt: 
Dilution:

Autosampler Location: 32 
Date Collected: 6/25/2014 9:22:34 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: C140607-03 
Analyte Back Pressure Flow
All 255.0 kPa 0.80 L/min

Mean Data: C140607 -03
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3240032.5 94.62 % 2.246 2.37%
Sc Radial 477287.1 103.8 % 1.02 0.98%
Ag 328.0681 44.2 0.9544 ug/L 0.24996 0.9544 ug/L 0.24996 26.19%
Al 396.1531 725.8 34.34 ug/L 10.774 34.34 ug/L 10.774 31.38%
As 193.696t -15.4 -116.5 ug/L 6.96 -116.5 ug/L 6.96 5.98%
Ba 233.527 f 264.3 19.49 ug/L 0.419 19.49 ug/L 0.419 2.15%
Be 313.1071 -34.5 -0.4751 ug/L 0.05970 -0.4751 ug/L 0.05970 12.56%
B 249.6771 -225.9 -22.31 ug/L 0.796 -22.31 ug/L 0.796 3.57%
Ca 317.9331 720366.4 273800 ug/L 4150.5 273800 ug/L 4150.5 1.52%
Cd 214.4401 214.4 60.70 ug/L 1.681 60.70 ug/L 1.681 2.77%
Co 228.6161- 18.6 4.691 ug/L 1.1324 4.691 ug/L 1.1324 24.14%
Cr 267.7161 -8.3 -0.7979 ug/L 0.83238 -0.7979 ug/L 0.83238 104.33%
Cu 324.7521 986.9 4.609 ug/L 0.9625 4.609 ug/L 0.9625 20.88%
Fe 238.2041 -2.8 -83.79 ug/L 7.984 -83.79 ug/L 7.984 9.53%
K 766.4901 8285.4 3573 ug/L 84.2 3573 ug/L 84.2 2.36%
Mg 285.2131 146888.1 29380 ug/L 513.6 29380 ug/L 513.6 1.75%
Mn 257.610t 508204.2 3121 ug/L 134.3 3121 ug/L 134.3 4.30%
Mo 202.0311 2.5 -1.464 ug/L 1.0772 -1.464 ug/L 1.0772 73.61%
Na 589.5921 101992.1 3.4300 ug/L 256.2 14300 ug/L 256.2 1.79%
Ni 231.6041 53.6 14.08 ug/L 2.099 14.08 ug/L 2.099 14.91%
Pb 220.3531 -21.2 -26.17 ug/L 4.226 -26.17 ug/L 4.226 16.14%
Sb 206.8361 -1.6 -9.130 ug/L 15.8655 -9.130 ug/L 15.8655 173.78%
Se 196.0261 8.7 41.31 ug/L 29.262 41.31 ug/L 29.262 70.84%
Si02 251.603t 102136.4 20960 ug/L 562.5 20960 ug/L 562.5 2.68%
Sr 421.5521 Saturated2
Ti 334.9401 93.3 0.381 ug/L 0.1081 0.381 ug/L 0.1081 28.40%
T1 190.8011 0.4 -14.58 ug/L 3.427 -14.58 ug/L 3.427 23.50%
V 290.8801 230.7 2.319 ug/L 2.9406 2.319 ug/L 2.9406 126.82%
Zn 206.2001 14452.2 10750 ug/L 375.7 10750 ug/L 375.7 3.49%
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Sequence No.: 16 
Sample ID: C140607-05 
Analyst: S.VanOvermeiren 
Initial Sample Wt: 
Dilution:

Autosampler Location: 33 
Date Collected: 6/25/2014 9:26:38 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: C140607-05
Analyte Back Pressure Flow
All 255.0 kPa 0.80 L/min

Mean Data: C140607 -05
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Unit8 Std.Dev. RSD
Sc Axial 3449666.4 100.7 % 0.55 0.55%
Sc Radial 483157.7 105.1 % 0.63 0.60%
Ag 328.068t 1.4 0.3938 ug/L 0.12317 0.3938 ug/L 0.12317 31.27%
Al 396.153 t 516.6 79.81 ug/L 1.905 79.81 ug/L 1.905 2.39%
As 193.696t -5.3 -39.97 ug/L 2.459 -39.97 ug/L 2.459 6.15%
Ba 233.5271 402.4 33.26 ug/L 0.463 33.26 ug/L 0.463 1.39%
Be 313.1071 -70.2 -0.1826 ug/L 0.02863 -0.1826 ug/L 0.02863 15.68%
B 249.6771 -16.4 -1.616 ug/L 0.2737 -1.616 ug/L 0.2737 16.93%
Ca 317.9331 54255.8 20620 ug/L 224.0 20620 ug/L 224.0 1.09%
Cd 214.4401 2.0 0.5955 ug/L 0.16863 0.5955 ug/L 0.16863 28.32%
Co 228.616t 1.0 0.3031 ug/L 0.32534 0.3031 ug/L 0.32534 107.34%
Cr 267.716t -2.1 -0.0938 ug/L 0.35510 -0.0938 ug/L 0.35510 378.48%
Cu 324.7521 238.7 1.266 ug/L 0.4276 1.266 ug/L 0.4276 33.77%
Fe 238.2041 3.2 67.84 ug/L 44.170 67.84 ug/L 44.170 65.11%
K 766.490t 1315.6 561.6 ug/L 29.11 561.6 ug/L 29.11 5.18%
Mg 285.2131 14956.7 2992 ug/L 13.0 2992 ug/L 13.0 0.43%
Mn 257.6101 7609.5 46.60 ug/L 0.330 46.60 ug/L 0.330 0.71%
Mo 202.031t 5.7 7.247 ug/L 3.1354 7.247 ug/L 3.1354 43.27%
Na 589.5921 10029.6 1404 ug/L 22.5 1404 ug/L 22.5 1.60%
Ni 231.6041 1.5 0.4877 ug/L 1.47299 0.4877 ug/L 1.47299 302.03%
Pb 220.3531 -3.8 -6.318 ug/L 3.1213 -6.318 ug/L 3.1213 49.40%
Sb 206.8361 -5.5 -18.11 ug/L 3.496 -18.11 ug/L 3.496 19.31%
Se 196.0261 3.1 21.92 ug/L 41.754 21.92 ug/L 41.754 190.50%
Si02 251.6031 26136.8 5354 ug/L 18.5 5354 ug/L 18.5 0.35%
Sr 421.5521 817266.6 198.5 ug/L 0.10 198.5 ug/L 0.10 0.05%
Ti 334.9401 239.2 0.975 ug/L 0.0425 0.975 ug/L 0.0425 4.36%
T1 190.8011 1.0 1.042 ug/L 1.6984 1.042 ug/L 1.6984 162.98%
V 290.8801 23.3 0.061 ug/L 0.9028 0.061 ug/L 0.9028 >999.9%
Zn 206.2001 171.2 126.9 ug/L 4.45 126.9 ug/L 4.45 3.50%
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Sequence No.: 17 
Sample ID: Blank 
Analyst: S.VanOvermeiren 
Initial Sample Wt: 
Dilution:

Autosampler Location: 34 
Date Collected: 6/25/2014 9:29:42 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: Blank
Analyte Back Pressure Flow
All 255.0 kPa 0.80 L/min

Mean Data: Blank
Mean Corrected Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3456588.7 100.9 % 0.04 0.04%
Sc Radial 473985.4 103.1 % 1.44 1.39%
Ag 328.0681 5.3 0.0718 ug/L 0.10361 0.0718 ug/L 0.10361 144.40%
Al 396.153t 2.5 0.5137 ug/L 1.47756 0.5137 ug/L 1.47756 287.65%
As 193.6961 -1.2 -8.806 ug/L 19.1677 -8.806 ug/L 19.1677 217.66%
Ba 233.5271 0.2 0.0185 ug/L 0.04473 0.0185 ug/L 0.04473 241.56%
Be 313.1071 -91.6 -0.1827 ug/L 0.08049 -0.1827 ug/L 0.08049 44.04%
B 249.6771 24.6 2.427 ug/L 0.3538 2.427 ug/L 0.3538 14.58%
Ca 317.9331 -24.1 -9.121 ug/L 1.9527 -9.121 ug/L 1.9527 21.41%
Cd 214.4401 2.4 0.6756 ug/L 0.57320 0.6756 ug/L 0.57320 84.84%
Co 228.6161 -0.7 -0.1463 ug/L 0.89422 -0.1463 ug/L 0.89422 611.09%
Cr 267.716t -3.3 -0.5604 ug/L 0.13468 -0.5604 ug/L 0.13468 24.03%
Cu 324.7521 18.7 0.0895 ug/L 0.23513 0.0895 ug/L 0.23513 262.62%
Fe 238.2041 -0.5 -11.83 ug/L 27.088 -11.83 ug/L • 27.088 228.93%
K 766.4901 -33.2 -13.93 ug/L 7.836 -13.93 ug/L 7.836 56.26%
Mg 285.2131 -5.4 -1.071 ug/L 0.6746 -1.071 ug/L 0.6746 62.99%
Mn 257.6101 -35.1 -0.2146 ug/L 0.03188 -0.2146 ug/L 0.03188 14.86%
Mo 202.0311 -1.6 -2.114 ug/L 0.8712 -2.114 ug/L 0.8712 41.20%
Na 589.5921 -11.9 -1.588 ug/L 1.8425 -1.588 ug/L 1.8425 116.03%
Ni 231.6041 -4.6 -1.353 ug/L 1.2393 -1.353 ug/L 1.2393 91.60%
Pb 220.3531 -1.3 -2.058 ug/L 7.4786 -2.058 ug/L 7.4786 363.35%
Sb 206.8361 -3.2 -9.690 ug/L 0.9860 -9.690 ug/L 0.9860 10.18%
Se 196.0261 0.8 5.908 ug/L 2.7492 5.908 ug/L 2.7492 46.54%
Si02 251.6031 34.1 7.005 ug/L 2.3020 7.005 ug/L 2.3020 32.86%
Sr 421.5521 17.7 0.005 ug/L 0.0096 0.005 ug/L 0.0096 182.89%
Ti 334.9401 -3.5 -0.014 ug/L 0.0056 -0.014 ug/L 0.0056 38.69%
T1 190.8011 1.6 4.484 ug/L 12.1653 4.484 ug/L 12.1653 271.32%
V 290.8801 -10.3 -0.359 ug/L 0.4926 -0.359 ug/L 0.4926 137.40%
Zn 206.2001 1.5 1.136 ug/L 1.6548 1.136 ug/L 1.6548 145.65%
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Sequence No.: 18 
Sample ID: SEQ-CCV 
Analyst:
Initial Sample Wt: 
Dilution:

Autosampler Location: 3 
Date Collected: 6/25/2014 9:32:45 AM 
Data Type: Original 
Initial Sample Vol:
Sample Prep Vol:

Nebulizer Parameters: SEQ-CCV
Analyte Back Pressure Flow
All 254.0 kPa 0.80 L/min

Mean Data: SEQ-CCV
Mean Corrected1 Calib Sample

Analyte Intensity Cone. Units Std.Dev. Cone. Units Std.Dev. RSD
Sc Axial 3381278.1 98.75 % 0.149 0.15%
Sc Radial 472206.1 102.7 % 0.45 0.44%
Ag 328.068t 18706.2 254.0 ug/L 0.89 254.0 ug/L 0.89 0.35%

QC value within limits for Ag 328.068 Recovery = 101.58%
Al 396 -153t 76602.0 12550 ug/L 98.5 12550 ug/L 98.5 0.78%

QC value within limits for Al 396.153 Recovery = 100.43%
As 193.696t 343.6 2589 ug/L 39.1 2589 ug/L 39.1 1.51%

QC value within limits for As 193.696 Recovery = 103.57%
Ba 233.5271 5962.7 495.7 ug/L 2.70 495.7 ug/L 2.70 0.54%

QC value within limits for Ba 233.527 Recovery = 99.14%
Be 313.107t 253995.4 506.9 ug/L 0.92 506.9 ug/L 0.92 0.18%

QC value within limits for Be 313.107 Recovery 101.39%
B 249.677 t 51539.8 5089 ug/L 23.7 5089 ug/L 23.7 0.47%

QC value within limits for B 249.677 Recovery = 101.78%
Ca 317.933t 32699.7 12370 ug/L 66.3 12370 ug/L 66.3 0.54%

QC value within limits for Ca 317.933 Recovery = 98.93%
Cd 214.440t 1780.1 502.4 ug/L 3.41 502.4 ug/L 3.41 0.68%

QC value within limits for Cd 214.440 Recovery = 100.48%
Co 228 -616t 2408.7 506.0 ug/L 3.00 506.0 ug/L 3.00 0.59%

QC value within limits for Co 228.616 Recovery = 101.20%
Cr 267.716t 14708.1 2500 ug/L 26.1 2500 ug/L 26.1 1.05%

QC value within limits for Cr 267.716 Recovery = 100.00%
Cu 324.7521 212395.9 1011 ug/L 1.0 1011 ug/L 1.0 0.10%

QC value within limits for Cu 324.752 Recovery 101.11%
Fe 238.2041 563.8 12510 ug/L 132.5 12510 ug/L 132.5 1.06%

QC value within limits for Fe 238.204 Recovery = 100.08%
K 766.4901 59583.7 25200 ug/L 309.0 25200 ug/L 309.0 1.23%

QC value within limits for K 766.490 Recovery = 100.81%
Mg 285.2131 63244.1 12640 ug/L 78.4 12640 ug/L 78.4 0.62%

QC value within limits for Mg 285.213 Recovery - 101.16%
Mn 257.610t 165447.7 1015 ug/L 4.8 1015 ug/L 4.8 0.47%

QC value within limits for Mn 257.610 Recovery = 101.52%
Mo 202.031t 382.8 500.0 ug/L 6.47 500.0 ug/L 6.47 1.29%

QC value within limits for Mo 202.031 Recovery - 100.00%
Na 589.5921 91036.7 12670 ug/L 145.8 12670 ug/L 145.8 1.15%

QC value within limits for Na 589.592 Recovery = 101.34%
Ni 231.604t 8546.0 2535 ug/L 14.7 2535 ug/L 14.7 0.58%

QC value within limits for Ni 231.604 Recovery = 101.39%
Pb 220.3531 1595.8 2558 ug/L 15.2 2558 ug/L 15.2 0.59%

QC value within limits for Pb 220.353 Recovery = 102.32%
Sb 206.836t 838.2 2480 ug/L 36.7 2480 ug/L 36.7 1.48%

QC value within limits for Sb 206.836 Recovery = 99.21%
Se 196.026t 346.3 2649 ug/L 34.1 2649 ug/L 34.1 1.29%

QC value within limits for Se 196.026 Recovery = 105.96%
Si02 251.603t 49645.5 10160 ug/L 46.8 10160 ug/L 46.8 0.46%

QC value within limits for Si02 251.603 Recovery = 101.59%
Sr 421.5521 2125173.6 515.4 ug/L 0.16 515.4 ug/L 0.16 0.03%

QC value within limits for Sr 421.552 Recovery = 103.08%
Ti 334.9401 122902.8 501.0 ug/L 1.53 501.0 ug/L 1.53 0.31%

QC value within limits for Ti 334.940 Recovery = 100.20%
T1 190.8011 896.5 2570 ug/L 6.6 2570 ug/L 6.6 0.26%

QC value within limits for Tl 190.801 Recovery = 102.79%

v :290.880t 29921.5 1002 ug/L 3.9 1002 ug/L 3.9 0.38%
QC value within limits for V 290.880 Recovery = 100.15%
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Zn 206.200t 3402.9 2525 ug/L 15.1 2525 ug/L 15.1 0.60%
QC value within limits for Zn 206.200 Recovery = 101.02% 

All analyte(s) passed QC.




